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GENERAL 

The following general safety information applies to all 
operator and service personnel. Specific warnings will be 
found throughout the manual where they apply and 
should be followed in each Instance. 



WARNING statements Identify conditions or practices 
which could result in personal Injury or loss of life. 



CAUTION statements identify conditions or practices 
which could result in damage to the equipment or other 
property. 



The word DANGER on the equipment identifies areas 
of immediate hazard which could result in personal injury 
or loss of life. 



USE THE PROPER POWER CORD 

To avoid electric shock and fire hazard, use only the 
power cord and connector specified for your instrument. 
Use only a power cord in good condition. 



For detailed Information on power connectors, see 
appropriate (operators, sen/icing) instructions. 

USE THE PROPER FUSE 

To avoid electric shock and fire hazard, use only fuses 
specified in parts list for your instrument, and identical in 
the following respects: 

A. Type: Slow blow, fast blow, etc. 

B. Voltage rating: 250 V, etc. 

C. Current rating 



NOTES identify a procedure, condition, statement, 
etc., which may be essential for better understanding. 



The following safety symbols may appear on the 
equipment. 



CAUTION— Refer to manual 
T DANGER— High voltage 















fh 



Protective ground (earth) terminal 
Chassis ground 



GROUNDING 

To avoid electric shock, plug in the power cord with its 
grounding (earth) conductor before connecting to the 
instrument input or output terminals. 



Do not defeat the grounding connections* 



Fuse replacement procedures, that require qualified 
service personnel to perform, are described in the Service 
portion of the appropriate manual. 

qP' Disconnect the power input before replacing the fuse. 

DO NOT OPERATE IN EXPLOSIVE 
ATMOSPHERE 

To avoid explosion, do not operate this Instrument in an 
explosive atmosphere unless it has been certified for such 
operation. 

DO NOT REMOVE COVERS OR PANELS 

To avoid personal injury, do notoperate the instrument 
without covers or panels Installed. Do not perform any 
servicing other than that contained in operating instruc- 
tions unless you are qualified to do so* 

DO NOT SERVICE ALONE 

Do not attempt internal service or adjustment unless 
another person capable of rendering first aid and 
resuscitation is present. 



@ 
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Section 1^DL2 



GENERAL INFORMATION 

INTRODUCTION GENERAL DESCRIPTION 



This instruction manual contains information that 
applies to the operation and servicing of the TEKTRONIX 
DL2 Digital Latch. The manual is organized into two parts, 
an Operator's Part and a Service Part. 



The Operator's portion of the manual is contained in 
the first two selections. Section 1 provides a brief descrip- 
tion and lists the specifications for the DL2 Digital Latch. 
Section 2 contains operating and installation instructions. 



The Service portion is included in the remaining 
sections of the manual. Section 3 comprises a detailed 
description, in addition to performance check and 
maintenance instructions for the latch. The parts listings 
and schematic diagrams are located at the back of the 
manual. Where provided, the diagrams may be unfolded 
and used for reference while reading other portions of the 
manual. 



Abbreviations used in the documentation are in accord 
with ANSI Y1, 1-1972, with exceptions and additions 
explained in parentheses after the abbreviation. Graphic 
symbols comply with ANSI Y32.3-1975. Logic symbology 
is based on ANSI Y32. 14-1 973 and the manufacturer's 
data description. A copy of ANSI standards may be 
obtained from the Institute of Electrical and Electronic 
Engineers, 345 47th Street New York. N.Y, 10017. 



Change information that involves manual corrections 
and/or additions pending manual reprint and bind is 
located at the back of the manual in a CHANGE INFOR- 
MATION section. 



The original and revised pages to this manual are 
identified at the bottom of each page as follows: original 
pages by the symbol and revised pages by a revision 
date. The manual may contain revisions that do not apply 
to your instrument. History information, applicabie to 
previous modeis with the updated data, is integrated into 
the text or diagram when the page or diagram is revised. 



The DL2 Digitai Latch is a 7000-Series plug-in unit to be 
used with logic analyzers: such as, the TEKTRONIX 7D01 
Logic Analyzer. The DL2 is a 16 channel latch, providing 
simultaneous latching capability for 16 data channels. 
Data input signals are supplied to the 16 channels from 
digital probes; such as, the TEKTRONIX P6451 Data 
Acquisition Probe. The digital latch circuitry in the DL2 
permits asynchronous latching on very short pulses that 
are less than one sample interval, but equal to or greater 
than 5 ns. When the DL2 is operating in conjunction with 
the 7D01 and a 7000-Series Oscilloscope, these short 
pulses are stretched and displayed as one full fait or 
sample period. 

Figure 1-1 depicts two types of pulses that can be 
detected when passed through the latch circuitry of the 
OL2. These pulses would normally not be detected 
without the aid of a digitai latch. 

The asynchronous clock signal used to control the 
latch circuitry is obtained from the Store Clock Out 
connector on the 7D01. The LATCH switch on the DL2 
permits the selection of either latch OFF mode or LATCH 
mode for all 16 data channels (the LATCH switch provides 
simultaneous control of ail channels). In the OFF mode, 
the latch circuitry is bypassed and no latching occurs. All 
input data signals from the P6451 probes are permitted to 
pass through the DL2 to the logic analyzer. In the LATCH 
mode position, the latch functions of the DL2 are docked 
by the asynchronous clock signals from the 7D01 . In this 
mode, the latch circuitry in the DL2 is activated when the 
Input data pulse width from the P64S1 probes for any of the 
16 channels is equal to or greater than 5 ns at the center 
threshold voltage of a 500 mV p-p pulse. 

Two P6451 Data Acquisition Probes are required to 
provide data input signals to the 16 latch channels. Each 
P6451 probe has 10 probe leads for connecting to the 
user's Circuitry. Eightleadsarefordatachannels, one fora 
clock or qualifier signal (labeled C or Q on the probe pod) 
and one common ground lead. The probe leads connec- 
ting to the probe pod are El A color coded to allow the user 
to identify the leads. Each probe tip has a retractable hook 
that grasps a lead or wire. 
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through 0. The probe connector is inserted in the left 
connector on the DL2 for data Inputs to channels 15 
through 8. 



SPECIFICATIONS 

Performance requirements can be verified with perfor- 
mance check procedures provided In the Service part of 
this manual 



P6451 Probe Inputs (Data) 




Minimum pulse width 


5 ns. 600 mV p-p 


to initiate latching 


pulse centered at 


for each channel 


threshold voltage. 



Clock Input 



STORE CLOCK IN 




Minimum dock period. 


50 ns. 



NOTE 



ELECTRICAL CHARACTERISTICS 

The following electrical characteristics apply when the 
instrument is operating within an ambient temperature 
range of 0^ to +50^ C (+32” to +122° F) for at least 20 
minutes. 



The DL2 Digitai Latch imposes an additional 5 ns on 
the minimum data setup time when the tatch switch 
is in the OFF position (using the synchronous dock 
with 7D0f operation). The minimum setup time may 
be reduced by connecting the P6451 probe connec- 
tors directly to the 7D0T* 
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Fig. 1-2. PS451 Data Acquisition Proba rstractablo proba Up. 



ENVIRONMENTAL CHARACTERISTICS PHYSICAL CHARACTERISTICS 

Table 1*2 Table 1-3 

ENVIRONMENTAL CHARACTERISTICS PHYSICAL CHARACTERISTICS 



Characteristics 


Description 


Characteristics 


Description 


Temperature 




Weight (with- 


Approximately 


Operating 


0*^ to +50^ C (+32“ to +122“ F) 


out Accessories) 


2 4 lbs (1.1 kg) 








See Fig. 1-3 


Storage 


-55" to -1-75" C (-67" to +167" F) 


Dimensions 


Altitude 








Operating 


To 15,000 feet. 






Storage 


To 50,000 feet. 






T ransportation 


Qualified under National Safe 
Transit Committee Test Pro- 
cedure 1A, Category 11. 
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13 * 94 ' 
(35*5 cm) 
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Fig. 1-3. PL2 Lalch Dlrnensions. 
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OPERATING INSTRUCTIONS 



INSTALLATION 

ACCESSORIES 

The following standard accessories are contained in 
the shipping carton with the instrument. 



DL2 Digital Latch 
Instruction Manual 

BNC Cable 



UNPACKING 

Remove instrument and accessories from the shipping 
container and visually inspect instrument for physical 
damages that might have occurred during shipment. Save 
the shipping container for re-use, in the event the 
Instrument Is to be returned for future servicing or 
replacement. If there is physical damage to the instru- <p 
ment, contact your closest Tektronix Service Center o^* 
representative. 

REPACKAGING FOR SHIPMENT^ 

Hthe instrument Is to be shipped to a Tektronix Service 
Center for service or replacement, attach a tag shov^ing; 
owner (with address), the name of an individual at your 
firm that can be contacted, complete instrument serial 
number, and a description of the service required, (f the 
original shipping container is not available or is unfit for 
use, repackage the instrument as follows: 

1. Obtain a shipping container of heavy corrugated 
cardboard or wood with inside dimensions at least six 
Inches greater than the instrument dimensions. This will 
allow room for cushioning. Refer to Table 2-1 for carton 
test strength requirements. 



2. Wrap the instrument in heavy paper or polyethylene 
sheeting to protect the instrument finish. Protect the front 
panel with urethane foam or cardboard strips. 



3. Cushion the instrument on all sides by packing 
dunnage or urethane foam between the carton and the 
instrument, allowing three inches on all sides. 



4. Seal the shipping carton with shipping tape or an 
industrial stapler 



Table 2-t 



Grots Weight (lb) 


Carton Test Strength (lb) 


0-10 


200 


10-30 


275 


30-120 


375 


120-140 


500 


140-160 


600 



PREPARATION FOR USE 

The DL2 Digital Latch requires no adjustments when 
received from the factory. It is designed to operate in all 
standard Tektronix 7000-Series oscilloscope mainframes 
in conjunction with the 7D01 Logic Analyzer. 



Install the DL2 in a 7000-Series mainframe next to the 
7D01. Align the tracks of the latch with the rails of the 
Vertical or Horizontal plug-in compartment and push in 
firmly. The front panel of the DL2 should be flush with the 
front panel of the mainframe when fully seated. 

To remove the DL2, pull the release lever at the lower 
left corner of the unit and slide the unit out of the 
mainframe. 



The OL2 Digital Latch interfaces with the 7D01 by 
means of two short cable assemblies with 25 pin connec- 
tors. The connectors are plugged into the appropriate data 
input jacks on the front panel of the 7D01, 



Connect the short coaxial accessory cable, with BNC 
connectors on each end, from the Store Clock Out 
connector on the front panel of the 7D01 to the STORE 
CLOCK IN connector on the front panel of the DL2. Plug 
the connectors of the P6451 Data Acquisition Probes into 
appropriate input jacks on the front panel of the DL2. 



The Digital Latch is now ready for use. 
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FRONT PANEL CONTROL AND 
CONNECTORS 

The following briefly describes the functions of the 
control and connectors on the front panel of the DL2 
Digital Latch. Since the DL2 is operated In conjunction 
with the 7000-Senes oscilloscope and 7D01 Logic 
Analyzer, it may be necessary to refer to the applicable 
equipment instruction manual, if additional display or 
operational information is required. 



The front panel control and connectors are shown In 
Fig. 2-1< The function of each control and connector is 
numbered to correspond to the identifying number in Fig. 
2 - 1 . 



(?) LATCH switch 

In the LATCH position, the latch circuitry is controlled 
by asynchronous clock pulses from the 7D01 . In this mode 
the latch circuitry is activated when the width of the input 
data pulses are equal to or greater than 5 ns at the center 
threshold of a 500 mV p-p pulse. In the OFF position, the 
latch is disabled permitting the input data and syn- 
chronous clock signals from the P6451 probe to pass 
through the latch to the7D01. In the OFF positior^, the DL2 
presents an additional 5 ns setup time for synchronous 
data acquisition. Therefore, the minimum setup time may 
be reduced by connecting the P6451 probe connectors 
directly to the 7D01. 

(?) STORE CLOCK IN connector 







Provides input to the DL2 for asynchronous clock 
pulses from the Store Clock Out connector on the front 
panel of the 7D01. The asynchronous clock controls the 
latch circuitry of each latch channel when the LATCH 
switch is in the LATCH position. 



(^ Data Interface cables 



Two cable assemblies terminating in 25 pin connectors 
are i^d to connect the outputs of each latch channel to 
to^aata input connectors in the 7D01, The P6451 probe 
^^^ternal clock channel, qualifier channel, and probe dc 
power are also included in these cable assemblies. The 
right cable assembly contains output data from Channels 
7 through 0, external clock signal channel, and probe dc 
power for one P6451 probe. The left cable assembly 
contains output data from Channels 1 5 through 8, qualifier 
signal channel, and probe dc power for the other P6451 
probe. A white plastic ring is attached to the right cable 
assembly near the connector to identify the cable 
assembly for Channels 7 through 0. 
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(^ 7-0 CLK connector 

Provides Inputs for Channels 7 through 0 and the 
external (synchronous) clock channel from the P6451 
probe. 



Fig. 2-1 « Front Panel Control and Connectors for OL2 Digital 
Latch. 



(?) 15-8 QUAL connector 

Provides inputs for Channels 15 through 8 and the 
probe qualifier channel from the PG451 probe 



@ 
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Section 3— DL2 



SERVICE INSTRUCTIONS 



INTRODUCTION 



OFF Mode Operation 



Complete schematic drawings of the DL2 Digital Latch 
are included at the back of this manual. Refer to these 
diagrams throughout the following circuit description. 

THEORY OF OPERATION 

The DL2 Digital Latch has three circuit boards con- 
sisting of two identical digital latch circuit boards and one 
power supply circuit board. Each digital latch board 
contains eight Identical latch channels. Therefore, the 
circuit description that follows describes the operation of 
only one digital latch channel. Fig. 3-1 is a circuit diagram 
for Channel 0 of the DL2. 



In this mode the latch circuitry Is disabled and the 
bypass circutry enabled. The push-pull data signals from 
the output of the buffer stage U6010C are fed via the latch 
bypass paths to the inputs of U5050B and US050C. In the 
latch OFF mode these signals are gated through the NOR 
gates U5050B and U5050C to Channel 0 output. Thus, 
input data signais from the P64S1 probe are passed 
through the latch via the bypass paths to the 7D01 Logic 
Analyzer. The polarity between the probe signals at 
Channel 0 input and the signals at Channel 0 output 
remain the same; however, an additional 5 ns Is imposed 
on the minimum data setup time when using the external 
(synchronous) clock to store data in the 7D01. The 
additional 5 ns data setup time may be eliminated by 
connecting the P6451 probe connector directly to the 



The push-pull output data signals from the P6451 probe 
for Channel 0 are connected through the front panel 
connector J1 to the Input Buffer stage U6010C. The push- 
pull outputs from the input buffer are applied to two 
feedback paths (U5030A and U5030B) and two latch 
bypass paths (U5050B and U5050C). One output from the 
Input buffer is also applied to the Input of the latch 
circuitry, a D-type flip-flop. 



7D01. 



oo 









LATCH Mode Operation 






The position of latch switch S1 on the front panel 
determines the two modes of operation, OFF mode or 
LATCH mode. In the OFF mode, one input to each NOR 
gate U5050A and U5050D in the output circuitry is set high 
by S1 . The output of the gates are set low, preventing data 
signals from the latch circuitry appearing at Channel 0 
output. In the LATCH mode one input to each NOR gate 
U5050B and US050C In the bypass circuitry is set high by 
S1. The output of the gates are set low, preventing data 
signals from the bypass circuitry appearing at Channel 0 
output. 



in this mode the bypass circuitry is disabled and the 
latch circuitry is enabled. The timingsequency of the latch 
is controlled by the asynchronous clock input from the 
7D0T 



Figure Z-2 shows the timing sequence, for input data 
pulses of various widths, through the latch circuitry. At 
time To the static conditions of the latch are; Sand R inputs 
of the first flip-flop U4020C are tied low, input is low Oi 
of U5040A is low. 
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Fig. 3-t. ClfcuH Dlsgnm lor Channel 0 of DL2 Digital Latch. 
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NOTES Lsttsrf ha vs bssn added to th« 1C circuit 
designators to difftrsfitiats bstwssn tht various 
logic yntts within an 1C packogs. 
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Fig. 3-2. DL2 Digital Latch Timing Sequence. 



At time To-t the data pulse PW| changes Di to high. No 
clock pulse is present so the high at Di has no effect on the 
output state of U4020C at Qi* The inverse of pulse PWi at 
pin 5 of U5030A is low and Qi feedback to pin 4 of U5030A 
is also low, the negated input AND gate (U5030A) is 
enabled, switching the S input of U4020C high. U4020C 
immediately changes state to Qi high. At the next clock 
pulse (time Ti), since Di input is still high, Oi output 
remains high and Oi of U5040A goes high. At time T 2 the 
input to Di is still high keeping Qi and Q 2 high. 



At time Ti-i the input signal at Di goes low. This low is 
applied to pin 7 of U50300, The low state of Q 2 is also fed 
back to pin 6 of U5030B, the negated input AND gate 
(U5030B) is enabled, changing the R input of U4020C 
high. U4020C immediately changes state switching Qi to 
low. No clock pulse is present and the low at Di, has no 
effect on the output state of U5040A at Qi, which remains 
high. At time Tj the input to Di is low and Qi of U4020C 
remains low. The low input at Dj of U5040A changes the 
state of Qi to low. The latch circuitry has completed one 
cycle of events. 
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To/ From DL2 
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Fig. 3-a. Equlvsleni circuit of one chaimeV In the P6451 Data Acquisition Probe. 



At timesTi-i and Ti ip the data pulses PW^ and PWj» start 
the latch sequence again. As shown in Fig. 3-2< the latch 
output pulse widths are stretched to a multiple of the clock 
interval, dependent on the timing sequence between the 
input data pulses and the clock pulses. The same basic 
sequence applies to pulses of the opposite polarity. The 
minimum input data pulse width to initiate latching is 
equal to or greater than S ns at the center threshold 
voltage of a 500 mV p-p pulse. 



USER INTERFACE 

P6451 Data Acquisition Probes are used as the 
^Qhtertace between the DL2 and the user’s logic circuitry. 
Each P6451 probe is a nine-channel active device. Eight 
Channels are used for data acquisition with one channel 
aval table for either synchronous dock or probe qualifier 
signals. Fig. 3-3 is the equivalentcircuit of one channel in 
the P6451 Data Acquisition Probe. The push-puil output 
signals from the probe comparator feed the inputs of each 
channel in the DL2 latch. The synchronous clock channel 
qualifier channel and probe dc power lines are not used 
within the DL2. These lines are routed through the DL2 
and terminate in the logic anaylzer. Table 3-1 contains a 
list of these lines and their function. 



34 



Table 3-1 

P6451 PROBi LINES NOT USED IN THE DIGITAL LATCH 
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Number ol Lines In Each Probe 



Line Function 


Chan 7-0 


Chan 15-8 


Remarks 


Threshold Voltage 








A 


1 


1 


The three threshold voltage lines are 


B 


1 


1 


paralleled in the Logic Analyzer— only 


c 


1 

t 


1 


one threshold voltage is supplied 
by the Logic Analzyer. 


-VEE 


1 


1 


-4.8 V dc from the Logic Analyzer 


+VCC 


1 


1 


Common ground. 


Ground 


1 


1 


Shield. 


-VEE Reference Voltage 


1 


1 


Reference voltage returned to the 
Logic Analyzer. 


External Clock 


2 




One twisted pair— provides synchronous 
Clock signals to the Logic Analyzer. 


Probe Qualifier 




20+ 


One twisted pair— provides probe qual- 
ifier signals to the Logic Analyzer. 



POWER SUPPLIES ^ 

The regulated +15. -15 and +5 volt power supplies 
from the 7000-Series oscilloscope mainframe are used in 
the DL2 Digital Latch to derive the —2 and -4-8 volt 
supplies. 



The dc-dc inverter converts the +15 to -15 volt 
supplies to a high frequency (approximately 25 kHz) 
square wave. This square wave is amplified and applied to 
the primary winding of a stepdown transformer. The 
secondary voltages of the transformer are rectified and 
filtered to provide the —4.0 volt supply and a regulated —2 
volt supply. 



U916 is an astable multivibrator providing drive to the 
inverter The frequency (approximately 25 kHz) of the 
multivibrator is determined by R918, R919. and C918. The 
square wave output of U91 8 is coupled through R921 and 
C921 to the primary winding of T922. The two secondary 
voltages of T922 are amplified by the power transistors, 
Q926 and Q928 which drive the center-tapped primary 
winding of stepdown transformer T942. 



The secondary windings of T942 are connected to form 
two center-tapped output voltages. The two outputs are 
full- wave rectified and filtered. One of the filtered outputs 
is the —4.8 volt supply. The other filtered output is 
regulated to -2 volts by Q962. Q964 and Q968. 

Overload protection for the —2 and —4.8 volt supplies is 
provided by Q903, Q910. Q908 and multivibrator Q904— 
0914. If the -2 or -4.8 volt supply should fall toward 
ground, Q903 (for —2 volt supply) or Q910 (for —4.8 volt 
supply) turns on, turning 0908 off. When 0^8 is off, 
multivibrator Q904—Q914 is activated, disabling U918 for 
approximately 1/2 second and then allowing it to run 
approximately 10 milliseconds. (Under normal load con- 
ditions the —2 and —4.8 volt supplies will stablize In less 
than 10 milliseconds.) When the loads on the -2 and -4.8 
volt supplies are returned to normal, Q903 and Q910 are 
both off and 0908 is conducting. With 0908 conducting, 
multivibrator Q904 — Q9 14 is disabled and U916 is allowed 
to run normally. 

NOTE 

The DL2 Power Suppfy circuftry is identicef to the 
power suppiy circuitry used in the 7001. Componenf 
numbers assigned to the 7D^1 Power Suppiy c/r- 
cuitry have not been changed for the DL2. 
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PERFORMANCE CHECK 

INTRODUCTION 

The performance check is intended to verify that the 
DL2 Digital Latch will meet the specifications listed in 
Section 1 of this manual 



TEST EQUIPMENT REQUIRED OR 
RECOMMENDED 

The test equipment as listed in Table 3-2 is 
recommended for this performance check. Test equip- 
ment characteristics are the minimum required for ac- 
curate checks. Characteristics of substitute equipment 
must meet or exceed those listed in Table 3-2. 



Table 3-2 

TEST EQUIPMENT 



Equlpment/Fixture 


Specified Cliaracterlsllcs 


Recommended Type/Model 


1, Test Oscilloscope System 




Tektronix 7000-Series, 3 or 4 
compartment mainframe. 
TEKTRONIX 7603 or 7704A Oscill- 
oscope system. 


2. DC Voltmeter 


Range. ±2 V to ±20 V; accuracy 
within 1%. 


TEKTRONIX DM 502 Digital 
Multimeter. 


3. Pulse Generator 


Pulse duration, 2 ns to 50 ns; 
pulse period 20 ns to 1 yus; out- 
put amplitude, 0 V dc to. ±3 V 
dc; risetime, 2 ns or less. 


TEKTRONIX PG502 250 MHz Pulse 
Generator. 


4. Cabinet 


Cabinet with Power Module for 
DM 502 and PG 502. 


TEKTRONIX TM 503. 


5* Oscilloscope 


Bandwidth, DC to 350 MHz; rise- 
time, 1 ns; sweep rate, 1 ns/div 
to 20 ns/div. 


TEKTRONIX 485 


6* Logic Analyzer 




TEKTRONIX 7001. 


1. Data Acquisition Probe 


Input resistance, 1 MO within 
5%; input capacitance, 5 pF 
within 1 pF. 


TEKTRONIX P6451 Data Acquisition 
Probe. 


8. BNC "T" Adapter 


BNC male to 2 BNC female con- 
nector. 


Tektronix part no. 103-0030-00. 


9, 50 0 BNC Cable 




Tektronix part no. 012-0076-00. 


10. BNC Coupler 


BNC male to BNC male 


Tektronix part no. 103-0029-00. 


11. Probe Tip Termination 


BNC female to BSM male 


Tektronix part no. 103-0036-00. 



@ 
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Connect Probe Tip 
to Center Pin 



Chen 0 
Probe Lead 
(Black Lead! 



BNC Femj 

To 

BSrVI Male 



7 000 -Series 
Oscilloscope 



BNC Mate 
To 

BNC Male 



Pulse Generator 
PO 502 



Oscilloscope 

435 



DL2 

Digital 

Laiteh 



Output 



SO n BNC Cable 



7D01 



P64S1 

Probe 



To Chan 1 
485 



20 cm 

« * Leads to 

Ground Connection P6451 

(White Lead) Probe 



To 

PG 502 



BNC 'T'* 



2394-9 



Fig. 3^. DL2 DIgttil Latch Operational Test Setup. 



1. Preliminary Procedure 

a. Install the DL2 and 7D01 in the plug-in com- 
partments of the 7000-Series test oscilloscope system 
mainframe. Refer to Fig. 3-4. 



b. Connect P6451 probe connector to 7-0 CLK con- 
nector on DL2. 

c. Connect 0L2 data interface connector for Channels 
7 through 0 (right cable assembly, marked with a white 
plastic ring) to the top data input connector (Channels 0-7 
and External Clock) on the front panel of the 7001. 



@ 
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d. Connect 50 O BNC cable between connectors Store 
Clock Out (7D01) and STORE CLOCK IN (DL2), 

e. Connect remaining test instruments in accordance 
with Fig. 3-4. 



j. Adjust Threshold Voltage 

1. Connect dc voltmeter between Threshold 
Voltage Monitor pin jack on 7D01 and chassis ground. 

2. Adjust threshold voltage to —1.3 V with front 
panel screwdriver adjustment. 



f. Set DL2 latch mode switch to LATCH position. Position the 485 Oscilloscope ground level to the 

top g raticule on the oscilloscope. Change input coupling 
control to dc. 

g. Set 7D01 front panel controls as follows: 



I. Adjust PG 502 Pulse Generator Output (volts) Hi- 

Pos . . , , Midrange lqw Level for ±250 mV from a threshold voltage of -1.3 V 

Mag - Midrange as displayed on the 485 Oscilloscope. (See Fig. 3-5.) 



Record 

m. Adjust PG 502 Pulse Generator Pulse Duration 

Display Time 1 s (fully Variable control for a 5 ns pulse width at the —1.3 V 

counterclockwise) (threshold voltage) level as displayed on 485 

Oscilloscope. (See Fig. 3-5.) 

Horiz 




Input Inpedence 50 O 

Input Coupling Gnd 

Ch 1 Volts/DIv 2 

2. LATCH Operational Check Procedure 
for Channels 0 through 7. 



i. Set PG 502 Pulse Generator front panel controls as 
follows: 



Back Term 


Pull 


Pulse Duration 




Pulse Period 




Variable Pulse 




Period 


XI (fully 



counterclockwise) 



a. Connect P6451 probe ground lead (white) to the 
shell of the BSM male connector. (See Fig. 3-4. This 
ground connection should remain connected throughout 
the test procedure,) 



b. Connect P6461 Channel 0 probe lead (black) to the 
probe tip that is connected to the center pin of the BSM 
male connector. (See Fig. 3-4.) 
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c. Observe operation of the iatch on the 7000-Series 
Oscihoscope. Latching action wiil be a uniform pattern of 
pulses for the channel under test. (!n the latch OFF mode, 
occasional pulse activity indicates proper operation.) 



d. Proceed through the remaining channels 1 through 
7, testing one channel at a time. The probe tip can remain 
connected to the center pin of the BSM connector 
throughout the test procedure. Change only the P6451 
probe channel lead terminating in the back of the probe 
tip. The Word Recognizer channel switches 0 through 7 on 
the7D01 are set to Hi for the channel under test. All others 
are on X (center position). 

NOTE 

Throughout the above procedure mamtain the cor- 
rect dispiay (as shown in Fig. 3-5) on the 485 
Oscittoscope. 



3. LATCH Operational Check Procedure 
for Channels 8 through 15. 

The above procedure checks the performance of 
channels 0 through 7. The same test setup and test 
procedure is used for channels 6 through 15, with the 
following exceptions. 



a. Move the P6451 probe connector from 7-0 CLK,^ 
connector to 15-8 QUAL connector on the DL2. 









b. Disconnect the DL2 output data interface con- 
nector (right cable assembly) from the 7D0T Connect 
the DL2 output data interface connector for Channels 
15 through 8 (left cable assembly) to the 7-0 data input 
connector on the 7001 . (Same input connector used in 
performance checks for Channels 7 through 0.) 



c. The Word Recognizer channel switches 0 
through 7 on the 7D01 are set H! on the corresponding 
channel being tested. (Example: Channel 0 set HI when 
testing Channel 8— Channel 7 set HI when testing 
Channel 15. AH other switches, except channel under 
test, are set on X-center positron.) 

NOTE 

if normal channel 8 through 15 connections were 
made on the 7DQ1, the minimum dock period is 
50 ns. This would not impose as stringent a fesf on 
channels 8 through 15. 



d. Repeat Steps 2a through 2d for LATCH 
Operational Check Procedures on channels 8 through 
15. 



Service Instructions— DL2 

4. Latch OFF Operational Check 
Procedure 

a. Change the pulse duration control on the Pulse 
Generator (PG 502) to 50 ns. 



b. Set the latch mode switch on the DL2 to OFF. 

c. Repeat steps 2 and 3 for Latch OFF Operational 
Check Procedures on Channels 0 through 15. 



MAINTENANCE 

INTRODUCTION 

This section describes procedures for reducing or 
preventing equipment malfunction, plus troubleshooting 
and corrective maintenance. Preventive maintenance im- 
proves equipment reliability. Should the equipment fail to 
function properly, corrective measures should be taken 
immediately: otherwise, additional problems may develop 
within the equipment. 

Q<<> I CAUTtOH < 

STATIC DISCHARGE CAN DAMAGE MANY 
SEMICONDUCTOR COMPONENTS USED iN THfS 
INSTRUMENT. 



Many semiconductor components, especially MOS 
type, can be damaged by static discharge. Damage may 
not be catastrophic, therefore, not immediately apparent. 
It usually appears as a "weakening" of the semiconductor 
characteristics. Devices that are particularly susceptible 
are: MOS, CMOS, JFETs, and high impedance OP amps. 
Damage can be significantly reduced by observing the 
following precautions. 



1. Handle static-sensitive components or circuit 
assemblies on a static-free surface. Work station areas 
should contain a static-free bench cover or work plane, 
such as conductive polyethylene sheeting and grounding 
wrist strap- The work plane should be connected to earth 
ground. 



2. All test equipment, accessories, and soldering tools 
should be connected to earth ground. 



3* Minimize handling by keeping the components in 
their original containers until ready for use. Minimize the 
removal and installation of semiconductors from their 
circuit boards. 
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4. Hold the 1C devices by the body rather than the 
terminals. 



5. Use containers made of conductive material or filled 
with conductive material for storage and transportation. 
Avoid using ordinary plastic containers. Any static sen- 
sitive part or assembly (circuity board) that is to be 
returned to Tektronix, Inc, should be packaged in its 
original container or one with anti-static packaging 
material. 




Do not attow wafer to get inside any endosed 
assembly components, such as switch assemblies, 
memory capacitors, pofenf/omerers, etc. Instruc- 
tions for removing assemblies for maintenance are 
provided in the Corrective Maintenance part of this 
section. Do not clean any plastic materials with 
organic cleaning sotvents such as benzene, toluene, 
xylene, acetone, or similar compounds because they 
may damage the plastic. 



PREVENTIVE MAINTENANCE 

Preventive maintenance consists of cleaning, lubrica- 
tion, and visual inspection. The preventive maintenance 
schedule that is established for the instrument should be 
based on the amount of use, and theenvironment in which 
it is operated. 



CLEANING 

Clean the instrument often enough to prevent dust or 
dirt from accumulating in or on it. Dirt acts as a thermal 
insulating blanket and prevents efficient heat dissipation. 
It also provides high resistance electrical leakage paths 
between conductors or components In a humid environ- 
ment. 



Exterior 















Clean the dust from the outside of the instrument by 
cleaning the surface with a soft cloth or brush. Hardened 
dirt may be removed with a cloth dampened In water that 
contains a mild detergent. Abrasive cleaners should not be 
used. 



LUBRICATION 

No assemblies or components in this instrument re- 
quire lubrication. 



VISUAL INSPECTION 

After cleaning, carefully check the instrument for such 
defects as defective connections and damaged parts. The 
remedy for most visible defects is obvious. If heat- 
damaged parts are discovered, try to determine the cause 
of overheating before the damaged part is replaced; 
otherwise the damage may be repeated. 



TROUBLESHOOTING 

The following aids and suggestions may assist in 
locating a problem. After the defective assembly or 
component has been located, refer to the Corrective 
Maintenance part of this section for removal and replace- 
ment instructions. 



TROUBLESHOOTING AIDS 



Diagrams 



Interior 

Normally the interior of the instrument will not require 
cleaning unless it has been left uncovered for an extended 
period of time. Clean the interior by loosening ac- 
cumulated dust with a dry soft brush, then blow the 
loosened dirt away with low pressure air. 



High velocity air can damage some components. If the 
circuit board assemblies need cleaning, remove the circuit 
board and clean with a dry soft brush. Hardened dirt or 
grease may be removed with a cotton tipped applicator 
dampened with a solution of mild detergent and water. Do 
not leave detergent on critical memory components. 
Abrasive cleaners should not be used. 



After cleaning, allow the interior to dry thoroughly 
before applying power to the equipment. 



Circuit diagrams are given on foldout pages in the 
Diagram section of the manual. The circuit number and 
electrical value of each component are shown on the 
diagram (see the first tab page for definition of the 
reference symbology used to identify components in each 
circuit). Components on circuit boards are assigned 
verticaf and horizontal grid numbers which corresponds 
to the location of the component on the circuit board. 
Refer to the Replaceable Electrical Parts list section fora 
complete description of each component and assembly. 
Those portions of the circuit that are on circuit boards are 
enclosed with a black border line with the name and 
assembly number shown on the border. 

NOTE 

Corrections and modifications to the manual and 
equipment are described on inserts bound into the 
rear of the manuaf. Check this section for manual or 
instrument changes and corrections. 
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Circuit Board llluetratlone 

Electrical components, connectors, and test points are 
identified on circuit board illustrations located on the 
inside fold of the corresponding circuit diagram or on the 
back of the preceding diagram. This allows cross- 
reference between the diagram and the circuit board, and 
shows the physicai location of components. 



Connectors (Movable and Fixed) 

Multiple terminal (harmonica) connector holders are 
keyed with a triangle; one on the holder and one on the 
circuit board. When a connection is made perpendicular 
to a circuit board surface, the orientation of the triangle 
and the slot numbers on the connector holder are 
determined by the direction of the nomenclature marking 
(see Fig. 3-6). All harmonica connectors are identified on 
the schematic and board with the prefix "P", 




Polwfty & 
Votuga 




DIPPED TANTALUM CAPACITOR MARKING 

A AMD B CASE 

CAPACITANCE AND VOLTAGE COLOR CODE 



Rstod 
Voittgs 
VDC 25°C 


Colof 


CODE FOR CAPACITANCE 
IN PICOFARADS 


lit Figur* 


2nd Figura 


Muttipliar 


3-4 


Black 


0 


0 


Nona 


3-6 


Brown 


1 


1 


Xw 




Rod 


2 


2 


xio* 


3-1 S 


Oraofta 


3 


3 


xio^ 


3-20 


Yatlow 


4 


4 


xio'* 


3-25 


Groan 


5 


5 


XlO* 


3-35 


Bfuo 


6 


6 


XlD® 


3-60 


Violat 


7 


7 


Xio'' 




Gray 


8 


8 




3 


Whita 


9 


9 








( 1733 ) 2394-11 



MuHipIfi {lianfionlcA) circyll board corintcton. 



Fig. 3-7. Color code for tantalum capacitors. 



Square-pin and edge connectors interfacing between 
circuit boards are identified with alphabetic ietters. Inter- 
face connectors to the mainframe use an alpha prefix for 
the left (A) or right (B) side foilowed by a numeriai (e.g., 
B17, A6). 

Capacitor Marking 

The capacitance value of common disc capacitors and 
some electroiytics are marked in microfarads on the side 
of the component body. The white ceramic capacitors are 
color-coded in picofarads. Tantalum capacitors are color- 
coded as shown in Fig. 3-7. 



Diode Code 

The cathode of each glass-encased diode is indicated 
by a stripe, a series of stripes, ora dot. Some diodes have a 
diode symbol printed on one side. Fig. 3-8 illustrates diode 
types and polarity markings that are used. 

Diode Checks 

Most diodes can be checked in the circuit by taking 
measurements across the diode and comparing these with 
voltages listed on the diagram. Forward-to-back 
resistance ratios can usually be taken by referring to the 
schematic and pulling appropriate transistors and pin 
connectors to remove low resistance loops around the 
diode. 
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GENERAL TROUBLESHOOTING TECHNIQUES 

The following procedure is recommended to isolate a 
problem and expedite repairs. 



1. Ensure that the malfunction exists in the instrument 
Check the operation of associated equipment and the 
operating procedure for the DL2 Digitai Latch. 



2. Determine and eval uate ail trouble symptoms . Try to 
isolate the problem to a circuit or assembiy. The 
schematic diagram in the diagrams section can aid In 
signai tracing and circuit isoiation. 




Fig. 3-S. Diode polarity inarkinga.X^ 




Do not USB an ohmmeter scaie with a high BxtBrnai 
current to check the diode junction. 



Integrated Circuit <IC) Checks 



Exercise extreme care when placing meter leads or 
probes for voltage or waveform measurements. An 
inadvertent movement of the leads or probe in a high 
density area or section with iimited access could 
cause a short circuit and produce transient voltages 
which can destroy many components. 



3. By successive eiectricai checks, locate the problem. 
At this time an osciiioscope is a valuable test Item for 
evaluating circuit performance. 



4. Determine the extent of the repair needed' if com- 
plex, we recommend contacting your local Tektronix Field 
Office or representative. If the damage is minor, such as a 
component replacement, see the Parts List for replace- 
ment information. Removal and replacement proceaures 
of the assem bl i es and sub-assem b li es are desc ribed u n der 
Corrective Maintenance. 



CORRECTIVE MAINTENANCE 

Corrective maintenance consists of component 
replacement and instrument repair. Special techniques 
and procedures required to replace components in this 
equipment are described here. 



When substitution is Impossible, check input and 
output signal states as described in the Theory of 
Operation and on the diagrams. Lead configuration and 
data for the ICs used in this instrument are provided on the 
inside fold of the schematic or the back of the previous 
schematic. 




To avoid possible damage from static charges, 
handle ail iCs in accordance with the instructions at 
the beginning of this section. 



OBTAINING REPLACEMENT PARTS 

Most electrical and mechanical parts are available 
through your local Tektronix Field Office or represen- 
tative. The Replaceable Paris fist section contains infor- 
mation on how to order these replacement parts. Many 
standard electronic components can be obtained locally 
in less time than required to order from Tektronix. Inc. It is 
best to duplicate the original component as closely as 
possible. Parts orientation and lead dress should be 
duplicated because orientation may affect circuit interac- 
tion. 
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If a component you have ordered has been replaced 
with a new or improved part, your local Field Office or 
representative will contact you concerning the change in 
the part number. 



PARTS REPAIR AND EXCHANGE PROGRAM 

Tektronix service centers provide replacement or 
repair service on major assemblies as well as the unit. 
Return the instrument or assembly to your local Field 
Office for this service. 



Refer to Repackaging For Shipment instructions (in 
Section 2) before shipping the equipment. 



3. Bend leads of new component to fit the holes and 
the spacing on the board. If the component is replaced 
while the board is mounted in the instrument, cut the leads 
so they protrude just through the board. Insert the leads 
into the holes in the board with the component firmly 
seated against the board (or as positionedorigninally).1flt 
does not seat properly, heat the solder and gently press 
the component into place. 



4. Touch the iron to the connection and apply a small 
amount of solder to make a firm solder joint To protect 
heat-sensitive components, hold the lead between the 
component body and the solder joint with a pair of long- 
nosed pliers or other heat sink. 



SOLDERING TECHNIQUES 




Disconnect the instrument from its power source 
before replacing or soidering components. 



The DL2 uses multilayer type circuit boards with 
conductive paths laminated between the board layers. All 
soldering on these boards should be done with extreme 
care to prevent breaking the connections to the center 
conductors. Only experienced maintenance personnel 
should attempt repair of these boards. 




General soidering techniques, that apply to 
maintenance of any precision electronic equipment, 
should be used when removing or replacing components 
that require the use of solder Use only 60/40 rosin-core, 
electronic-grade solder and a 15-watt pencil-type solder- 
ing iron. Using a soldering iron with a higher wattage 
rating on the etched circuit boards can cause the etched 
circuit wiring to separata from the board base material. 
Keep the tip property tinned for best heat transfer to the 
soldered joint. Avoid excessive heat, apply only enough 
heat to remove the component or to make a good solder 
joint. 



Use the following technique to replace a component on 
a circuit board. Refer to the component removal and 
replacement instructions later in this section for circuit 
board removal instructions. 



1. Grip component lead with long-nose pliers. Touch 
soldering iron to lead at solder connection. Do not lay iron 
directly on board. 



2. When solder begins to melt, gently pull the lead out. 
If the hole is not clean, a desoldering tool should be used 
to remove excess solder 



5. Clip any excess lead the protrudes through board (if 
not clipped in step 3 above). 



6. Clean the area around the solder connection with 
flux-remover solvent and air dry. 



COMPONENT REMOVAL AND REPLACEMENT 



To prevent eiectricai shock or damage to the 
instrument, disconnect the instrument from the 
power source before removing or replacing com- 
ponents. 




Before removing or replacing parts on the circuit 
boards in the DL2, you must remove the board from the 
instrument. Refer to the part in this section on removal and 
installation of the circuit boards. Be sure you are familiar 
with the soldering techniques used on multi-layer circuit 
boards before you attempt to replace components. 



Discrete Component Replacement 

Because it is easy to damage the plating in the board 
holes the component is soldered to, it is recommended to 
cut the old component free and leave some lead length to 
solder the new component leads to. If the leads are pulled 
through the board, use caution when pulling them through 
the plated hole. Excessive heat or bent leads can damage 
the plating. Use a 15-watt pencil- type iron, straighten the 
leads on the back side of the board, then when the solder 
melts, gently pull the solder lead through the hole. A 
desoldering tool should be used to remove the old solder. 
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Integrated Circuit Replacement (Soldered) 

Some of the ICs within this instrument are soldered into 
the circuit boards; therefore, extreme care must be taken 
to prevent damage to the boards if the ICs are removed 
and replaced. The procedure used to remove ICs from the 
circuit boards is dependent upon; the cost of the 1C, the 
competency of the technician accompirshing the repairs, 
and the degree of certainty that the 1C is defective. One of 
the foliowing procedures is recommended. 



1. Inexpensive ICs or ICs that are detective. Cut the 
defective I C from the board. Cut each pin dose to the body 
of the 1C leaving as much of the pin as possible attached to 
the board. On the back side of the board use a 15 watt 
pencil-type soldering iron to melt the solder around the 
pins. When the solder melts, gently pull the pin out of the 
hole from the component side of the board. This 
procedure Is repeated for each pin. A desoldering tool 
should be used to remove the old solder Use caution 
when pulling the pins through the plated hole. Excessive 
heat or bent leads can damage the plating. When all pins 
have been removed and holes are free of solder, install the 
new 1C (ensure proper orientation of 1C pin numbers). 
Solder each pin from the back side of the board and cut off 
excess pin length. Visually inspect the board for excess 
solder or solder bridges before operational testing of the 
board. 



2. Expensive ICs or uncertain it 1C Is defective. On the 
back side of the board use a 15 watt pencil-type soldering 
iron to melt the solder around the pins. A desolderlng tool 
should be used to remove the excess solder. Using needle- 
nose pliers, gently wiggle the pin in the hole while 
removing the solder. When the pin is free of solder in the 
hole, repeat the same procedure lor each pin on the 1C. 
When all pins are free, use an extracting tool and gently 
pull the 1C from the board. Do not use force if the iC does 
not come free from the board. Use the soldering iron to 
remove excessive solder from the pin or pins at the same 
time the IC is being pulled from the board. When the IC is 
free of the board, carefully straighten each pin. if the IC is 
to be replaced or a new IC is to be installed, follow the 
same procedure as stated above for inexpensive ICs. 



Integrated Circuit Replacemefit (Flat Rack ICs) 

There are five flat packaged (pack) ICs on each digital 
latch circuit board. Replacement of these ICs should be 
accomplished using the second method described in the 
preceding paragraph. (Method one may be used if you are 
sure the IC is defective.) When installing a new flat pack 
use extreme care in bending the leads to fit the hole 
pattern in the board. Fig. 3-9 may be used as a template. 
Turn the flat pack over, the lettering and black dot on the 
IC facing toward the template. Make sure the black dot on 
the I C corresponds to the black dot on the template. Using 
needle-nose pliers, carefully bend each lead upward (90® 
from the template) the bend in the lead should correspond 
to the lead length depicted in Fig. 3-9. When all leads are 
bent, turn IC over and compare with the hole pattern in the 
circuit board. Additional bending of leads will be 
necessary to line up leads with the hole pattern in board. 
Make sure black dot on IC is properly orientated. 
Complete the replacement of the fiat pack IC in accor- 
dance with previous instruction for soldered ICs. 




Fig. 3-9. Template for banding flat pack IC laadi. 

NOTE 

After trending the leads on two sides of the fC, it 
becomes difficuft to keep the tC aligned with the 
tempiate. Recommend using a smeil amount of 
rubber cement on the eraser o/ a new penciL (Allow 
time for cement to become tacky J Place eraser in 
center of IC and push down on pencil to keep the IC 
aligned with the template. 

Integrated Circuit Replacement (In Sockets) 



NOTE 

An extracting tool to remove the ICs is available from 
Tektronix^ Inc. By ordering Tektronix Part No. 003- 
0679-00. If an extracting tool is not availabe, use care 
to avoid damaging the pins. PutI slowly and evenly 
on both ends of the IC. Try to avoid having one end 
of the IC disengaged from the board before the other 
end. 



ICs should not be replaced unless they are actually 
defective. When removed from their sockets during 
routine maintenance, return them to their original sockets. 
Unnecessary replacment or switching of semiconductor 
devices may affect the instruments pertormance. When an 
active device ts replaced , check the operation of the ci rcuit 
affected. 

An extracting tool should be used to remove the 14- or 
16-pin integrated circuits to prevent damage to the pins. 
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Replacing Square-pin for the Multl-pin Connectors and 
Circuit Boards 

NOTE 

A pin reptacement kit (inctuding necessary foo/s, 
instructions, and repiacementpins) is avaiiatte from 
Tektronix, tnc. Order Tektronix Part No. 040-0542- 

00 . 



It is i mportant not to damage or d istu rb the ferrule when 
removing the old stub of a broken pin. The ferrule is 
pressed into the circuit board and provides a base for 
soldering the pin connector. 



If the broken stub is long enough, grasp it with needle- 
nose pliers, apply heat with a small soldering iron to the 
pin base of the ferrule, and pull the old pin out. If the 
broken stub is too short to grasp with pliers, use a small 
dowel (0.028 inch diameter) to push the pinout. Use a pair 
of diagonal cutters to remove the ferrule from the new pin, 
and then insert the pin into the old ferrule and solder to 
both sides of the ferrule. 




Fig. 3-10. Pin connector replicement 



2. Re-insert the connector into its hole in the plug-in 
portion of the holder. Wires are positioned in the holder 
according to color-code system. 



The pin sockets on the circuit boards are soldered to 
the rear of the board. Unsolder the pin, then straighten the 
tabs on the socket and remove it from the hole in the circuit 
board. Place the new socket in the circuit board hole and 
press the tabs down against the board. Solder the tabs of 
the socket to the circuit board; be careful not to get solder 
into the socket. 

y 

NOTE 



NOTE 

%^Hoider positions are numbered (number one is 
identified with a triangie). The wires are EiA color 
coded to match the numbers on the holder For 
example, brown stripe for position 1 (triangte), red 
stripe tor position 2, ye//ow stripe for position 4, etc. 



3. Bend grooved part of holder so that connector 
inserted into groove. 



is 



The spring tension of the pin sockets ensures a good 
connection between the circuit board and the pin. 
This spring tension can be destroyed by using the 
pin sockets as a connecting point for spring-loaded 
probe tips, alligator dips, etc. 



4. When plugging connector holders onto board pins, 
be sure to match the triangle mark on the holder with the 
triangle mark on the circuit board. 



Interconnecting Cable and Pin Connector Replacement 

The interconnecting cable assemblies are factory 
assembled. They consist of machine installed pin connec- 
tors mounted in plastic holders. The plastic holders are 
easily replaced as individual items, but if the connectors 
are faulty the entire cable should be replaced. 



It is possible for the pin connectors to become dislodg- 
ed from the plastic holders. If this happens, the connector 
can be reinstalled as follows. (See Fig. 3-10.) 

1 . Bend grooved portion of holder away from cable as 
shown. 



Removal and Replacement of Circuit Boards 

NOTE 

if a circuit board is damaged beyond repair, repiace 
the entire board assembly. Part numbers are given in 
the Repiaceabie £/ecfr/caf Parts list for completely 
wired boards. 



Digital Latch Circuit Boards. The Digital Latch circuit 
boards are identical; therefore: the removal and replace- 
ment procedures are the same except for the internal 
connectors and selectors described in Table 3-3. Refer to 
Table 3-3 when replacing circuit boards to ensure correct 
terminations of the internal connectors and selectors. 



@ 
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Table 3-3 

Internal Connectors and Selectors for DL2 Digital Latch 



SELECTOR/ 

CONNECTOR 


BOARD 

USAGE 


POSITION/FUNCTION 


P11 


CH 7-0 


»|F1 11^1 Q Clock input from 7D01 


HD D Q Clock input from LA 501 W 


CH 15-8 


Ml il |— I Clock input not used, store selector 

"niS"' tinil ' in this position. 


P12 


CH 7-0 


« Connected to STORE CLOCK IN 

^ connector 


CH 15-8 


P12 not used on CH 15-6 circuit 
^ board 


P10 


CH 7-0 


i=e— a Clock output to CH 15-8 circuit 

□ board 


CH 15-8 


Terminates ciock line in CH 15-8 
^LJ IM circuit board 


P16 0 


CH 7-0 


Provides clock for latch circuitry 
^ ^ Channels 7-0 


CH 15-8 


Clock input from CH 7-0 circuit 
n IQ board. Provides ciock for iatch 

circuitry Channels 15-8 


J2 © 
J3 © 


CH 7-0 


Connected to PELTOLA connector 
J3 on CH 15-8 circuit board 

Not Used 


CH 15-e 


Not Used 

Connected to PELTOLA connector 
J2 on CH 7-0 circuit board 



NOTE: Refer to Figure 3-12 for location of connectors and selectors. 
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2394^ T4 



Fig. 3*11. Digltsl Latch snd Powar Supply circuit boards. 



1. Disconnect ail cables that terminate on the Digital 
Latch circuit board. (Refer to Fig 3-12 for multi-pin 
connector and "P'" number orientation when replacing 
boards.) 



2. Remove four screws (see Fig. 3-11, from the Q^^^l 
Latch circuit board, securing the board to the 












3. Remove circuit board by pulling the board away 
from the chassis and toward the rear of the instrument, 
disengaging J1 from its adapter, (Slide J1 into its adapter 
when replacing the board.) 




emove two screws (see Fig. 3-11), from the front 
the board, securing the board to the chassis. 



3. Remove four screws that secures the power supply 
mainframe plug-in connector to the rear of the chassis. 



4. Pull the Power Supply circuit board (with power 
supply mainframe plug-in connector attached) away from 
the rear of the instrument. 



5. To replace Power Supply circuit board, reverse the 
order of removal. 



4. Reverse the order of removal to complete the Digital 
Latch circuit board replacement. 



NOTE 



NOTE 



Make sore the component stde of the Power Suppty 
circuit board faces the left side of the instrument. 



The mdividuai channet data oufpuf connectors 
(harmonica), designated on (he circuit board as P0 
through P7, are EiA coior coded fo match the "P" 
numbers on the board (e.g., P0 is biack, P6 is btue, 
etc,} 



Power Supply Circuit Board. The removal and 
replacement procedure for the Power Supply circuit 
board Is described as follows: 

1. Disconnect P930 and P940 from the Power Supply 
circuit board. 



INTERNAL CONNECTORS AND SELECTORS 

The position of internal connectors and selectors on 
the two identical digital latch circuit boards permits 
functional and operational changes between the boards. 
Several internal connectors and selectors on each circuit 
board are factory setforeltherChannel 7-0or ChannellS- 
8 operation. Normally these connectors and selectors will 
not require changing unless the board Is removed or 
replaced. Fig 3-12 shows the location of the internal 
connectors and selectors on the circuit board. Table 3-3 
lists the correct position of all connectors and selectors for 
both boards (Channel 7-0 and Channel 15-8). 



3-17 



Service Instructions— DL2 




PIN ASSIGNMENTS FOR INTERCONNECTING 
CONNECTORS 

Input Data Connectors 

The pin assignments for the front panel input data 
connectors are shown in Fig. 3-13 for channels 7 through® 
and Fig. 3-14 for channels 15 through 8. 



Output Data Interface Connectors 

The pin assignments for the output data interface 
connectors are shown in Fig. 3-15 for channels 7 through® 
and Fig. 3-16 for channels 15 through S. 
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1 


CHAN 6 t-) INPUT 




CHAN 6 1+1 INPUT 


14 


2 


CHAN7(-)INPUT 




CHAN 71+) INPUT 


15 


3 


CHAN 2 t-l INPUT 




CHAN2<+) INPUT 


16 


4 


CHAN 3 (-1 INPUT 




CHAN 3 (+1 INPUT 


17 


5 


-VEE REF FROMP6451 




+VCC TO PS451 


13 


6 


CH 0,1 'i 




-VEE TO P64S1 


19 




/ THRESHOLD 








7 


CH 44.6,7 > CONTROL 




GROUND IShMd) 


20 




L VOLTAGE 








3 


CHAN C / TO P64S1 




CHANCt+MNPUT 


21 


9 


CHANC(-) INPUT 




CHAN 0 (+) INPUT 


22 


10 


CHANO(-) INPUT 




CHAN 1 (+) INPUT 


23 


11 


CHAN 1 (-) INPUT 




CHAN 4 t+) INPUT 


24 


12 


CHAN 4 (-) INPUT 




CHAN S (+1 INPUT 


25 


13 


CHAN 5 (-) INPUT 


2394-16 



Fig. 3-13. Input date connector for chenneti 7 thiti 0. (fUght-hend connector— front view). 









CHAN13(-)INPUT 


13 






25 


CHAN 131+) INPUT 


CHAN 12 1-1 INPUT<^- 


12 




'C' 


24 


CHAN 12(+) INPUT 


CHAN 9 (-1 INPUT 


11 






23 


CHAN 9 M INPUT 


CHAN B (-1 INPUT 


10 






22 


CHAN 8 {*) INPUT 


CHAN Q (-) INPUT 


9 






21 


CHAN Q (+) INPUT 


/ CHAN Q 


8 




THRESHOLD \ 


20 


GROUND (Shieldl 


VOLTAGE \ 12,13,14,16 


7 




TO P64S1 / 


19 


-VEE TO P6451 


^ CHB.9,10,11 


6 






18 


+VCC TO P6451 


-VEE REF FROM P6451 


5 






17 


CHAN 11 1+) INPUT 


CHAN 111-1 INPUT 


4 






16 


CHAN 10 M INPUT 


CHAN 10 (-) INPUT 


3 






15 


CHAN 15 (-I-) INPUT 


CHAN 15I-) INPUT 


2 






14 


CHAN 14 INPUT 


CHAN 14 (-) INPUT 


1 
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Fig. 3-14. Input dele connector for ctiennefa 15 thru 8. (Left-hand eonnector^front view). 
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CHAN 6 I-) OUTPUT 


1 


14 


CHAN 6 OUTPUT 




CHAN 7 (-) OUTPUT 


2 


15 


CHAN 7 (+) OUTPUT 




CHAN 2 (-) OUTPUT 


3 


16 


CHAN2(+) OUTPUT 




CHAN 3 (-) OUTPUT 


4 


17 


CHAN 3 (+1 OUTPUT 




-VEE REF FROM P64S1 


5 


18 


+VCC TO P6451 




/ CH0,l;Z,3 


6 






THRESHOLD 

CONTROL 

VOLTAGE 


< CH4,S,6,7 


7 


19 


-VEE TO P6451 


TO P6451 


' CHAN C 


8 


20 


GROUND (Shield) 








21 


CHAN C H-l OUTPUT 




CHAN C (-) OUTPUT 


8 


22 


CHAN0(+) OUTPUT 




CHAN 0 I-) OUTPUT 


10 


23 


CHAN 1 (+) OUTPUT 




CHAN 1 (-} OUTPUT 


11 


24 


CHAN 4 (+) OUTPUT 




CHAN4t-| OUTPUT 


12 


25 


CHAN 5 (+) OUTPUT 




CHAN 5 (-1 OUTPUT 


13 
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Fig. 3-15. Output date inlerfacs cable iitembly for channels 7 thru 0. (Right-hand cable assembly— front view) 









CHAN 14 (-) OUTPUT ^ 


1 




•\\^ 


14 


CHAN 14(1-1 OUTPUT 


CHAN 15 (-) OUTPUT ' 


2 




'<> 


15 


CHAN 15 (+) OUTPUT 


CHAN 10 (-1 OUTPUT 


3 






16 


CHAN 10 {+) OUTPUT 


CHAN 11 (-1 OUTPUT 


4 






17 


CHAN 11 (+) OUTPUT 


-VEE REF FROM P6451 


5 






18 


+VCC TO P6451 


( CH 83,10,11 


6 




THRESHOLD \ 


19 


-VEE TO P6451 


CONTROL J CH 12,13,14,15 


7 




VOLTAGE \ 


20 


GROUND (Shieldf 


TOP6451 (cHANQ 


8 






21 


CHAN Q H) OUTPUT 


CHAN Q (-1 OUTPUT 


9 






22 


CHAN 8 {+) OUTPUT 


CHAN 8 (-1 OUTPUT 


10 






23 


CHAN 9 (+) OUTPUT 


CHAN 9 (-) OUTPUT 


11 






24 


CHAN 12 {+] OUTPUT 


CHAN 12 (-1 OUTPUT 


12 






25 


CHAN 13 M OUTPUT 


CHAN13I-) OUTPUT 


13 
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Fig. 3-16. Otilpuf data Interlace cable assembly for channels IS thru 8. (Lefl-hand cable assembly— front view). 
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INSTRUMENT OPTIONS 



No optionswereavailable for this instrumentat the time Information on any subsequent options may be found 

of this printing. in the CHANGE iNFORMATiON section in the back of this 

manual. 



REPLACEABLE 



ELECTRICAL PARTS 



PARTS ORDERING INFORMATION 



Re placemen I parts are available from or through your local Tektronix, Inc. Field Office 
or representative. 

Changes to Tektronix instruments are sometimes made to accommodate improved 
components as they become available, and to give you the benefit of the latest circuit 
improvements developed in our engirreerir^g department. It is therefore important, when 
ordering parts, to include the following information In your order Part number, instrument 
type or nurnber, serial number, and modification number if applicable. 

If a part you have ordered has been replaced with a new or improved part, your local 
Tektronix, Inc. Field Office or representative will contact you concerning any change in part 
number 

Change information, if any, is located at the rear of this manual. 



In the Parts List, an Item Maine is separated from the description by a colon (:). 
Because ol space limitations, an Item Name may sometimes appear as incomplete. For 
further Item Name ideniification. the U.S. Federal Cataloging Har^dbook H6~t can be 
ulHized where possible. 



SPECIAL NOTES AND SYMBOLS 



OOX Part removed afterih?s serial number 





ABBREVIATIONS 



ACTR ACTUATOR 

ASSY ASSEMBLY 

CAP CAPACITOR 

CER CERAMIC 

CKT CIRCUIT 

COMP COMPOSITION 

COMM CONNECTOR 

ELCTLT ELECTROLYTIC 

ELEC ELECTRICAL 

INCAND INCANDESCENT 

LED LIGHT EMITTING DIODE 

NONWIR NON WIREWOUND 



PLSTC 



PLASTIC 

QUARTZ 



OTZ 

RECP 

RES 

RF 

SEt 



RECEPTACLE 

RESISTOR 

RADIO FREQUENCY 

SELECTED 

SEMICONDUCTOR 



SEMICOND 



SENS 

VAB 

WW 

XFMR 

XTAL 



SENSITIVE 

VARIABLE 



WIREWOUND 

TRANSFORMER 

CRYSTAL 



Replaceable Electrical Paris— DL2 



Mfr. Code 



OllZl 

0129S 

04713 

07263 

09353 

14433 

27014 

32997 

54473 

56289 

72982 

80009 

91637 



CROSS INDEX-MFR. CODE NUMBER TO MANUFACTURER 



Manufacturer 



Address 



City, Slate. Zip 



ALLEK-^BRADLEY COMPANY 

TEXAS INSTRUMENTS. INC*, SEMICONDUCTOR 

GROUP 

MOTOROLA. INC,, SEMICONDUCTOR PROD, DIV, 
FAIRCHILD SEMICONDUCTOR, A DIV, OF 
FAIRCHILD CAMERA AND INSTRUMENT CORP, 

C AND K COMPONENTS, INC, 

ITT SEMICONDUCTORS 

NATIONAL SEMICONDUCTOR CORP, 

BOURNS, INC,, TRIMPOT PRODUCTS DIV, 
MATSUSHITA ELECTRIC, CORP, OF AMERICA 
SPRAGUE ELECTRIC CO, 

ERIE TECHNOLOGICAL PRODUCTS, INC, 
TEKTRONIX, INC, 

DALE ELECTRONICS. INC, 



1201 2ND STREET SOUTH 

P 0 BOX 5012, 13500 N CENTRAL 

EXPRESSWAY 

5005 E MCDOWELL RD.PO BOX 20923 

464 ELLIS STREET 
103 HORSE STREET 
3301 ELECTRONICS WAY 
P 0 BOX 3049 
2900 SEMICONDUCTOR DR, 

1200 COLUMBIA AVE, 

1 PANASONIC WAY 

644 W, 12TH ST, 

P 0 BOX 500 
P, 0, BOX 609 



MILWAUKEE, W1 53204 

DALLAS, TX 75222 
PHOENIX, AZ 85036 

MOUNTAIN VIEW, CA 94042 
WATERTOWN, MA 02172 

WEST PALM BEACH, FL 33402 
SANTA CLARA, CA 95051 
RIVERSIDE, CA 92507 
SECAUCUS. HJ 07094 
NORTH ADAMS. HA 01247 
ERIE, PA 16512 
BEAVERTON, OR 97077 
COLUMBUS. NE 68601 
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C)(t No. 


Tektronix 
Part No. 


Serial/Model No. 

Eff Dscont 


Name & Description 


Mfr 

Code 


Mfr Part Number 


A\ 


670-5343-00 






CKT BOARD ASSY: DIGITAL LATCH 


80009 


670-5343-00 


A2 


670-5392-00 


BOiOlOO 


B010134 


CRT BOARD ASSYlPOWER 


80009 


670-5392-00 


A2 


670-5392-01 


B010135 


B029999 


CKT BOARD ASSY: POWER 


80009 


670-5392-01 


A2 


670-5392-02 


BO 30000 




CKT BOARD ASSY:POWER 


80009 


670-5392-02 


C904 


290-0512-00 


BOIOIDO 


B029999X 


CAP. .FXD.ELCTLTijaOF.aOJ.lSV 


56289 


1 96D2 26X001 SKA 1 


C907 


290-0512-00 






CAP . , FXD, ELCTLT 1 22UF ,202,1 SV 


56289 


I96D226XD015KAL 


C912 


290-0121-00 


XB030000 




CAP . , FXD , ELCTLT : 2UF , + 7 5- 1 0* , 25V 


56289 


30D205G025BA9 


C913 


283-0003-00 


XB030000 




CAP. ,FXD,CER DI:0.0lUF,+80-20J,l50V 


72982 


855-558Z5U-1032 


C914 


283-0003-00 


BOlOlOO 


B029999X 


CAP.,FXD,CER DtsO.OlUF, +80-202, 150V 


72982 


855-55825U-1032 


C9I6 


290-0512-00 


Boioioo 


B029999X 


CAP , , FXD , ELCTLT :22UF,202,15V 


56289 


196D2 26X00 15KA1 


C9L7 


283-0003-00 






CAP . . FXD , CER DI : 0, OIUF ,+80-202 , 1 50V 


72982 


855-558Z5U-103Z 


C918 


283-0083-00 






CAP. ,FXD,CER DI:0.0047UF, 202,500V 


72982 


Sn-565C472J 


C9J0 


283-0238-00 


BOlOlOO 


B010134X 


CAP., FXD, CER DI;0. OIUF, 102, 50V 


72982 


8121N075X7R0103K 


C921 


290-0512-00 






CAP . , FXD, ELCTLT : 22UF ,202,1 5V 


56289 


196DZ26X0015KA1 


C923 


283-0077-00 


XBOIOt35 




CAP,, FXD, CER DI:330PF,5Z,500V 


56289 


40C94A3 


C92? 


283-0065-00 






CAP., FXD, CER DI;0.001UF,52, lOOV 


72982 


805-518-2SD0102J 


C929 


290-0159-00 






CAP. . FXD, ELCTLT !2UF, +50- 102, 150V 


56289 


30D205F150BB9 


C944 


290-0800-00 






CAP, .FXD, ELCTLT: 2 50UF,+ 100- 102, 20V 


56289 


6720257H0200M5C 


C945 


290-0771-00 






CAP. , FXD, ELCTLT: 2 20UF, +50- 102,1 OVDC 


54473 


ECE-A10V220L 


C954 


290-0771-00 






CAP. ,FXD,ELCTLT:220UF,+50-102, lOVOC 


54473 


ECE-A10V220L 


C9S5 


290-0771-00 






CAP. , FXD, ELCTLT: 220UF, +50- 102, lOVDC 


54473 


ECE-A10V220L 


C961 


283-0003-00 






CAP. , FXD, CER Dl:0. OIUF, +80-202, 150V 


72982 


8S5-558Z5U-103Z 


C967 


290-0512-00 


BOlOlOO 


B029999 


CAP , , FXD , ELCTLT : 220F , 202 , 1 5V 


56289 


196D226X0015KA1 


C967 


290-0534-00 


B030000 




CAP, , FXD, ELCTLT : lUF,2pJ^5V 


56289 


1 96D 105X00 3 5HA1 


C981 


283-0003-00 






CAP. , FXD, CER DI:0,aiCK^flO-202,l50V 


72982 


855-5S82SU-103Z 


C983 


290-0747-00 


BOlOlOO 


B029999 


CAP , , FXD , ELCTLT : lO^tJF . +50-1 02,25V 


56289 


500D148 


C9S3 


290-0770-00 


B030000 




CAP , , FXD , ELCTLTjTOODF , +50- 102,25V 


56289 


502D230 


C984 


290-0747-00 


XB030000 




CAP* ,FXD,ELCTJLT: lOOOF ,+50-102 , 25V 


56289 


500D148 
















C987 


290-0747-00 


BOlOlOO 


B029999 


CAP * , FXD , ELCTLT : 1 OOUF , +50- 1 02 , 2 5 V 


56289 


500D148 


C987 


290-0770-00 


B030000 




CAP * , FXD , ELCTLT : 1 OOUF , +50- 1 02 , 2 5 V 


56289 


502D230 


cnm 


281-0775-00 






CAF;\fXD,CER DI:0, 1UF,202,50V 


72982 


8005D9AABZSU104M 


C1035 


281-0775-00 






CAPiFFXD,CER DI:0, 1UF>202,50V 


72982 


8005D9AABZ5U104H 


C2025 


281-0775-00 






CAP*, FXD, CER DI:O.1UF,2O2,50V 


72982 


8005D9AABZSU104M 


C2045 


281-0775-00 






CAP., FXD, CER Dr:0,lUF,202,50V 


72982 


8005D9AABZ5U104H 


C3015 


281-0775-00 






CAP., FXD, CER Dt:0.1UF, 202,50V 


72982 


8Q05D9AABZ5U104H 


C3035 


281-0775-00 






CAP., FXD, CER DI:0*IUF,202,50V 


72982 


B005D9AABZ5U104H 


C5025 


281-0775-00 






CAP., FXD, CER DliO.lUF, 202,50V 


72982 


8005D9AABZ5U104M 


C6025 


281-0775-00 






CAP., FXD, CER DI:0*1UF,202,50V 


72982 


8005D9AAB25U104M 


C604S 


281-0775-00 






CAP., FXD, CER Dl:0.1UF, 202,50V 


72982 


8005D9AABZ5U104M 


CTO 3 5 


281-0775-00 






CAP., FXD, CER DI:0*]UF,202,50V 


72982 


8005D9AA8Z5U104M 


CR904 


152-0141-02 


BOlOlOO 


B029999X 


SEMICOND DEVICE : $ I LICON , 30V , 50KA 


01295 


1N4152R 


CR905 


152-0141-02 


BOlOlOO 


B029999X 


SEM ICOKD DEV ICE : S I LICON , 30V , 50NA 


01295 


1N4152R 


CR9I4 


152-0141-02 


BOlOlOO 


0O29999X 


SEH ICOND DEVICE : S I LICOR , 30 V , 50NA 


01295 


IN4152R 


CR9i5 


152-0141-02 


XB030000 




SEMICOND DEVICE : SILICON, 30V,50NA 


01295 


LN4I52R 


CR922 


152-0075-00 


XB0i0135 




SEMICOND DEVICE: GE, 25V, 40MA 


14433 


GB66 


CR924 


152-0075-00 


XBQ10135 




SEMICOND DEVICE :GE, 25V, 40MA 


14433 


G866 


CR927 


152-0040-00 






SEMICOND DEV ICE: SILICON, 600V, 1 A 


80009 


1 52-0040-00 


CR928 


152-0040-00 






SEMICOND DEVICE : SILICON, 600V, 1 A 


80009 


152-0040-00 


CR942 


152-0502-00 






SEMICOND DEVICE:SILIC0N,20V,5A 


04713 


1N5823 


CR943 


152-0502-00 






SEMICOND DEVICE: SILICON, 20V, 5 A 


04713 


IN5823 


CR952 


152-0502-00 






SEMICOND DEV I CE : S 1 LICON , 20V , 5 A 


04713 


LN5823 


CR953 


152-0502-00 






SEMICOND DEVICE: SILICON, 20V, 5A 


04713 


IN 582 3 


CR968 


152-0J41-02 






SEMICOND DEVICE: SILICON, 3DV, 50NA 


01295 


1N4152R 


CR984 


152-0141-02 


X8030000 




SEM 1 COND DEVICE : SILICON , 30 V , 50NA 


01295 


1N4152R 


CR98S 


283-0003-00 






CAP. , FXD, CER Dl : 0*0 lUF, +80-202, 150V 


72982 


855-5 58Z5U- 1032 


CR701 1 


152-0141-02 






SEMICOND DEVICE : SILICON, 30V , 50NA 


01295 


IN4152R 


CR7012 


152-0141-02 






SEMICOND DEVICE : S ILICON , 30V , 50NA 


Q1295 


1N4152R 
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Ckt No. 


Tektronix 
Part No. 


Serial/Model No. 

Eft Dscont 


Name & Description 


Mfr 

Code 


Mfr Part Number 


CR8055 


152-0141-02 






SEMtCOND DEVICE: SILICON, 30V, 90HA 


01295 


1N4152R 


L945 


108-0554-00 






COIL,RF:SUH 


80009 


108-0554-00 


L955 


108-0574-00 






COIL,RF;30UH 


80009 


108-0574-00 


L962 


108-0728-00 






C0IL,RF:U6UF 


80009 


108-0728-00 


L9S6 


108-0728-00 






C01L,RF:116UF 


80009 


108-0728-00 


Q903 


151-0216-00 






TRANS ISTORl SILICON, PNP 


04713 


SPS8803 


Q904 


151-0192-00 


BOIOIOO 


B029999X 


TRANS ISTOR:SIL ICON, NPN.SEL FRW) MPS6S21 


04713 


SP5880i 


Q908 


151-0192-00 






TRANSISTOR; SILICON, HFN,SEL FROM HPS6S21 


04713 


SPS3801 


Q9i0 


151-0192-00 






TRANSISTOR rSlL ICON, NPN,SEL FROM MPS6521 


04713 


SPS8801 


Q914 


151-0192-00 


BOIOIOO 


B029999X 


TRANSISTOR! SILICON, NPN.SEL FROM MPS6521 


04713 


SP58801 


Q92Z 


151-0192-00 


XB010i35 




TRANSISTOR; SILICON, NPN.SEL FROM MPS6521 


04713 


SPS8801 


0924 


151-0216-00 


XB010135 




TRANSISTOR t S IL ICON , PNP 


04713 


SPS8803 


Q926 


151-0426-00 


BOIOIOO 


B020233 


TRANSISTOR r S IL ICON , KPN 


80009 


151-0426-00 


Q928 


151-0426-00 


BOiOlOO 


B020233 


TRANS tSTORiSlLlCON.NPN 


80009 


151-0426-00 


Q926 


153-0649-00 


B020234 




TRANS ISTOR ; SILICON , NPN , HATCHED 


80009 


153-0649-00 


Q9Z8I 














Q962i 


151-0426-00 






TRANSISTOR : SILICON , NPN 


80009 


151-0426-00 


0964 


151-0190-00 






TRANS I STOR; SILICON , NPN 


07263 


S032677 


0968 


151-0192-00 






TRANSISTOR;SILICON,NPN,SEL FROM NPS65Z1 


04713 


SFS8801 


R902 


315-0822-00 






RES, ,FXD,CMPSH:8.2K OHM,5X,0.2SW 


01121 


CBS225 


R903 


315-0103-00 






RES. ,FXD,CMPSN;10K 0HM,5X,0.2SW 


OH 21 


CB1035 


R904 


315-0104-00 


SOIQIOO 


B029999X 


RES,,FXI>.CMPSN;100K OHM,5X,0*25W 


01121 


CB1045 


R905 


315-0152-00 


BOIOIOO 


B029999X 


RES . , FXD . CMPSN : K 5K OHM, 5X , 0 , 25W 


01121 


CB1525 


R907 


321-0320-00 






RES.,FXD,FILM:21K OHM, 11,0, 125W 


91637 


MFF1816G21001F 


R908 


321-0354-00 






RES, ,FXD, FILM :47.5|;, OHM, 12,0.1 25W 


91637 


MFFi8l6G4750ir 


R910 


315-0473-00 


BOIOIOO 


B029999 


RES, ,FXD,CMPSNi^ OHM,52,0,25W 


01121 


CB4735 


R910 


315-0223-00 


B030000 




RES.,FXD,CHP$N:22K OHM,5I,0.25W 


01121 


CB223S 


R912 


315-0684-00 


XB030000 




RE S , , FXD , CMPSN : 680R OHM , 52 , 0 , 25W 


01121 


CB6845 


R913 


315-0102-00 


XB030000 




RES, ,FX0,GMPSN; IK OHM,5l.0, 25W 


01121 


CB1025 


R914 


315-0104-00 


BOIOIOO 


B029999X 


RES*,FXD,CHPSN;100K OHM , 52 , 0, 25W 


01121 


CB1045 


R913 


315-0152-00 


BOIOIOO 


B029999X 


R^\fXD,CMPSN:1,SK OHM,SZ,0.25W 


01121 


CB1525 


R916 


315-0101-00 


BOIOIOO 


a029999X 


kES. ,FXD,CHPSN:iOO DHH.52,0,25N 


01121 


CB1015 


R91S 


321-0269-00 






RES* ,FXD, FILM ;6, I9K OHM, 12,0* 125W 


91637 


HFF1816G61900F 


R919 


321-0234-00 






RES. ,PXD,FILM:2.67K OHM, 1 2 .0 * 1 25W 


9163? 


MFF1816G26700F 


R920 


315-0510-00 


BOIOIOO 


B010I34X 


RES* tFXD,CMPSN;5l 0HM,52,0.25W 


01121 


CB5105 


R921 


315-0201-00 






RES, ,FXD,CMPSNr200 OHM, 52,0* 25W 


01121 


CB2015 


R923 


315-0152-00 


XB0L0135 




RES. ,FXD,CMPSN;1 .5K OHM,52,0,25W 


01121 


CB1525 


R925 


315-0152-00 


XB010135 




RES* ,FXD,CMPSNrl .5K 0HM,52,0.25W 


01121 


CB1525 


H927 


3I5-0I0I-00 






RES. ,FXD,CMPSNilOO 0HM,5I,O,25W 


01121 


CB1015 


R961 


308-0459-00 






RES* »FXD,WN;I * 1 OHH,52,3U 


91637 


CW2B-D1R100J 


R966 


321-0193-00 






RES., FXD, FILM: IK OHM, 1 2 ,0 . 1 25N 


91637 


MFF1816G10000F 


R987 


321-0288-00 






RES* ,FXD,FILH:9,76K OHM, 1 2 ,0 * 1 25W 


91637 


MFF1816G97600F 


R96S 


315-0391-00 






RES* ,FXD,CMPSN;390 OHM,52,0*25W 


01121 


CB3915 


R1031 


307-0489-00 






RES,NTWK,FXD,FI: 100 OHM. 202, IW 


32997 


4308R-101-101 


R2031 


307-0489-00 






RES,HTWK,FXO,FI:lOO OHM. 202, IW 


32997 


4308R-101-101 


R2032 


307-0489-00 






RES,NTWK,FXD,FI:iOO OHM, 202, IW 


32997 


4308R-10I-101 


R3000 


307-0525-00 






RES. .NETWORK iTHK FILM,(9) 56 OHH,22,0.25W 


91637 


MSPiaA01560G 


R4031 


307-0489-00 






RES,NTWX,FXD,F1:100 OHM, 202, IW 


32997 


4308R-101-101 


R4032 


307-0489-00 






RES,NTWK,FXD,FI:IOO OHM, 202, IW 


32997 


4308R-101-101 


R6015 


307-0103-00 






RES. ,FXD,CMPSN:2*7 OHM, 52,0* 25W 


01121 


CB27G5 


R6031 


307-0489-00 






RES,NTWK,FXD,FI: 100 OHM, 202, IW 


32997 


4308R-10i-101 


R6032 


307-0489-00 






RES,NTWK,FXD,FliiOO OHM, 202, IW 


32997 


4308R-101-101 


R7000 


307-0525-00 






RES. .NETWORK :THK FILH,I9> 56 OHH,22,0*25W 


91637 


MSP10A01560G 


R70I0 


315-0240-00 






RES.,FXD,CMPSN:24 OHM,52,0*25W 


01121 


CB2405 


R7013 


315-0750-00 






RES , , FXD , CMPS N : 75 OHM , 52 , 0 . 2 5W 


01121 


CB7505 
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Ckt No. 


Tektronix Serial/Model No. 
Part No. EtI Dscont 


Name & Description 


Mfr 

Code 


Mfr Pari Number 


R7020 


315-0310-00 


RES, ,FXD,CMPSN:51 OHH,5X,0,25W 


OIIZI 


CBS! os 


RB031 


307-0989-00 


{tES,KTVK,FXD,Fl:100 OHH,ZOX,IW 


32997 


430SR-10I-10I 


R804S 


315-0272-00 


RES. ,FXO,CMPSN:2.7K OHH.SZ.O.ZSW 


0U21 


CB27ZS 


S[ 


260-0613-00 


SW ITCH , TOCCLE ; SPOT , 11 SV 


09353 


710I5K2Q1 


T922 


120-1062-00 


TRANS FORHER.RF: BASE DRIVE POT CORE 


80009 


120-1062-00 


T962 


120-1083-00 


XFMR,PWR,SDK,RF:POT CORE 


80009 


120-1083-00 


U9i2 


156-0402-00 XB030000 


MICROC ERCUIT, LI ;TIHER 


27014 


SL39829 


U9IS 


156-0402-00 


MICROCIRCUIT, LI :T!MER 


27014 


SL3A8Z9 


UiOZO 


156-1031-00 


MICROCIRCUIT, DI: TRIFLE D FLIP PLOP 


07263 


F100131FC 


U1030 


156-0226-00 


MICROCIRCUIT, Dl: QUAD 2- INPUT NOR GATE 


80009 


1S6-0ZZ6-00 


IM04O 


156-0230-00 


MICROCIRCUIT, Dl: DUAL D HA-SLAVE FLIP-FLOP 


80009 


156-0230-00 


U1050 


156-0205-00 


MICROCIRCUIT, DIlQUAD 2-INPUT NOR GATE 


80009 


IS6-DZ0S-00 


U2050 


156-0205-00 


MICROCIRCUIT, DIiQUAD 2-lNPUT NOR CATE 


80009 


156-0205-00 


too 10 


156-1033-00 


MICROCIRCUIT, DI;QUINT OlFF LINE RECEIVER 


07263 


P100119FC 


U3010 


156-0226-00 


MICROCIRCUIT, DI SQUAD 2- INPUT NOR CATE 


80009 


156-0226-00 


tno4o 


156-0230-00 


HlCROCIRCUIT.DIiOUAL D MA-SLAVE FLIP-FLOP 


80009 


156-0230-00 


U3050 


156-0205-00 


MICROCIRCUIT, DIsQUAD 2-INPUT NOR CATE 


80009 


156-0205-00 


U4020 


156-1031-00 


MlCROCIRCUIT.Dl! TRIPLE D FLIP FLOP 


07263 


F100131FC 


UUO^O 


1 56-0205-00 


MICROCIRCUIT, DI SQUAD 2- INPUT NOR GATE 


80009 


156-0205-00 


U5030 


156-0226-00 


MICROCIRCUIT,Dt:QUAD 2- INPUT NOR CATE 


80009 


156-0226-00 


U5040 


156-0230-00 


MlCROCIRCUIT.Dl; DUAL D MA-SUVE FLIP-FLOP 


80009 


156-0230-00 


U5030 


1 56-0205-00 


MlCROCIRCUIT.Dl: QUAD 2- INPUT NOR CATE 


80009 


156-0205-00 


U6010 


156-1033-00 


MlCROCIRCUIT.Dl SQUINT DIFF LINE RECEIVER 


07263 


FlOOl UPC 


U6020 


156-1031-00 


MlCROCIRCUIT.Dl sTRlPL^ FLIP FLOP 


07263 


FI00131FC 


U60SO 


156-0205-00 


MlCROCIRCUIT.Dl 5 2- INPUT NOR CATE 


80009 


156-0205-00 


U7030 


156-0226-00 


MICROCIRCUIT, Dt^AD 2-lNPUT NOR CATE 


80009 


156-0226-00 


U7040 


156-0230-00 


MICROCIRCUIT^ s DUAL D MA-SUVE FLIP-FLOP 
MICROCIRCU^TDI SQUAD 2- INPUT NOR CATE 


80009 


156-0230-00 


U7050 


156-0205-00 


80009 


156-0205-00 


U8050 


156-0205-00 


MICROCt^©lT,DI SQUAD 2- INPUT NOR GATE 


600Q9 


156-0205-00 


VR929 


152-0241-00 


SEitiii^D 0EVICE:ZENER,0.9M,33V,5X 


80009 


152-0241-00 
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DIAGRAMS 



Section 6— DL2 



Symbols and Reference Designators 

Graphic symbols for electrical and logic symbols, used on the diagrams, are based on ANSI Y32.2, 1975, and ANSI 
Y32.14, 1973, "American National Standards Institute." Logic symbols depict the logic function of the device in posi- 
tive logic. Copies of these standards can be obtained from the Institute of Electrical and Electronics Engineers, 345 
East 47th Street, New York, N.Y., 11017. Exceptions and additions are shown on this sample diagram. These conform 
or are based on the manufacturers data sheet and industry trends. 

Resistor values are in ohms, unless noted otherwise, and the 12 symbol is omitted. Capacitor values < 1 (e.g. 10) 
are in picofarads (pF) and values < 1 (e.g. 0.01) are in micofarads unless otherwise noted. 



Component Circuit Numbers 

Circuit numbers for the components (resistors, IC's, etc.) on the /iProcessor Lab modules (boards) are assigned 
according to their physical location. Some circuit boards have a grid of alphanumeric notation screened or etched 
on the board. The letters denote row (horizontal) position, the numerals column (vertical) position. Circuit numbers 
for the schematics or other documentation convert the alpha notation to a number. The letter A converts to 1, B 
to 2, etc. Thus, a circuit number of R3082 denotes row C column 08; or 8 and position 2 within a box of 10 
expander numbers, at row 03 column 8 location. 

The following partial diagram illustrates special symbology and practices used on the diagrams with a description 
of the meaning. 
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TYPE 



Diagrams— DL2 



CIRCUIT NUMBER LOCATION GUIDE 




U1060 



[ 



U2060 



R2056 






U2050 



Cl 036 









P U1030 


U2030 




P U1020 


p U2020 


R1018 


^ U1010 


U2010 I 






U3060 






U3050 




i(H]i 



6-2 



Digital Latch Board. 




R8045 



C6045 



C1035 



C3015 



C1015 



R6015 



R3000 



R7000 



isF 


^ 1 




1 


\^lx 






uj 



' ■ H ■ HP 


ui ■ HI 

Bflo nfli 


jisMi! 









•IJV A6CDEFGHI 
56 OHH 

, RESISTOR PACK 
(RESISTOR*!" KiOT USEQ) 

rmnrm 

-tv A B C D 6 f G 
100 OHM 
RiSiSTOR PACK 



TYPE 


Vcc 

GND. 


Vm 

4..BV 


issa 


PIW 
1 , 16 


PlH 

a 


10102 


PIH 
1, 16 


PIVJ 

8 


IOI3I 


PIM 
1, 16 


PIVl 

8 


loot 14 


PIW 
% 10 


PIVJ 

21 


lOOISI 


PIVl 

S, 10 


PIVl 

21 



FROM 

POWER SUPPLY 



<3B> 




DL2 DIGITAL LATCH 



DIGITAL LATCH <J> 



Power Supply Board 







C987 






R927J 



fP94g 



“'•TP980J 



CR942 









SC929tQrj 



- r\i 

I'^SicQCQC, 



U918 



R919 

R921 



C917 

C918 



iC912. 

ifc92 



C983 






C913 



C945 



986 



L945 



30 



CR943 



982 



T942 



C955 



J53 K 



CR953 



C954 



TP968 






R921 

R920 

^C920, 



R918^ 
R919S 
»R9151 
R905l^ 
' C916 
;CR9049 
VCR914i 
rCR905i^ 
MR904|: 

TR91^c 

10908 ittO904jH^^ 
^TQ910yA914 



U918I 



I C927] 

tR927j 



TP948' 



CR943 



TP980 



ITP968 



j 0964y M 

lQ962l;e> 



EFFECTIVE BELOW SN B030665. 



P130 



TO/FRO*^ 

1000 -StRlES 

OSCILLOSCOPE 

KJkMMPPKIAE 

JI.JL 




TO P\3 
-CHM4WEL1-0 
LATCH BOARO 



PSA-O 



TO P\^ 
.CHALHntV.\B-a 
LA.CH BOKRV> 



+ I5V 
-flSV 



-“15V 

-»5V 



WOT 

USED 



\>L1 DIGITAL LATCH 



239A-SS 
REV A, JUL 



POWER 5UPPLY<|> 




INSIDE instrument 



► OUTSIDE INSTRUMENT 



FROKN 

P&4-SI 

PROBE 

SIGiNNU 

INPUTS 



CHANNEU <ji 
INPUT 



CHANNEL 1 
INPUT 



CHANNEL E 

INPUT 



CHANNEL 3 
INPUT 



CHANNEL 4 
INPUT 



CHANNEL S 
INPUT 



Jl 

/T“ 

II 

> 

123 



CHANNEL C, > 
INPUT 

14 



CHANNEL 7 
INPUT 



EXT, CLOCK/qUAL pair (BLACK) > 



-5V PROBE POWER > 



)4l 



5 1 



EXT. CLOCK/QUAL PAIR (WHITE) 



THRESIAOLD C 



THRESHOLD B 
THRESHOLD A 
REFERENCE FEEDBACK 
GND, 
G,ND. 



STORE CLOCK 
INPUT 









081 



U 

^\z 



FROKK 

P8 



DL2 DIGITAL LATCH 



1 — 


CHANNEL 7-<Z» 


1 




LATCH BOARD 


> 

> 



P\Z 



£- SI ■■■■■ 


IS 


LATCH p 




13 















!J1 RED 



» 

1^ 



BROWN 



» 



cl 

n P' 

rl 0RAM6E 



0 BROWN 



Ira 



PE 



ORANGE 



0 BLACK 



r 

*F 1 



P3 



VIOLET 









#■ 










WHITE 



BLUE 



YELLOW 



BLACK 



GREY 



RED 



SHIELD 



y 



FROM 

POWER SUPPLY 
9*330 



@ 






>>J 1 LJ U 

|(2l BLACK 1 I II 1 

VIOLET 'i li 11 


vv 1 » 1 1 II 


a 

!p 


BROWN II II 2 

P5 F; II II 

GREY j 1 I II '■ 


V V 1 i i • » 1 


Ira 


BROWN II II e 

1 PG ' ' ' 

L BROWN i 1 1 II r 


^■| ill II 


P 


1 BLACK II II |. 

P7 " ! ! 

RED ill '1 2 


w 


ill II 1 


Id 

k 


BLA.CK 

, P14 ^ 

1 BLACK ' 

1 v/i/M 


II II \i 

^ 1 1 II 

lit i 1 |2 

II II Ik 



n 



Ji^ 



la; 



is; 



M 



U 



CHANNEL g5 

OUTPUT 



CHANNEL ( 
OUTPUT 



CHANNEL Z 

OUTPUT 



channel 3 

OUTPUT 



CHANNEL 4 
OUTPUT 



channel 'E 

OUTPUT 



channel g 

OUTPUT 



CHANNEL 7 

outt>ut 



TO 7 Dot 

INPUT 



EXT. clock/ QUAL PAIR (BLACK) 
-5V PROBE POWER 
EVr. CLOCK /QUAL PAIR (WHITE ) 
THRESHOLD C 



THRESHOLD B 

Threshold a 
reference FEEDBACK 
GMD, 

GND, 



TO 

JS 



BOARD INTERCONNECTS^ 



TO 

SI 



FROK 

PSA.5t 

PROBE 

\MPUTS 



CHAMNEL a 

INPUT 



CHANNEL 

INPUT 



CHANNEL \0 
INPUT 



CHANNEL W 
INPUT 



CHANNEL \Z 
INPUT 



CHANNEL 13 
INPUT 



CHANNEL \4 
INPUT 



CHANNEL IE 

INPUT 









Z 



EXT. CLOCK/quAL PAIRCBLACK^ > 



a 



-5V PROBE POWER 
EXT. CLOCK/QUAL PAIR (VHITE) 

threshold C 



THRESHOLD B 
THRESHOLD A 
REFERENCE FEEDBACK 
GNO. 
GNO, 






5E 






^61 






PIE 



n 



PS 









TO P13^ 
CHANNEL 0-7 
LATCH BOARD 



pno 



m 



CHANNEL15-S 
LATCH BOARD 



X ^ 

jjifr 



n 

Si^ 

» 









BROWN 

ORANGE 



BROWN 



P2 



ORANGE 



I ' g BLACK 

^ ^-*1 VIOLET 



biack 



VIOLET 



BROWN 

IpPST 






TO I PROVA 
TOOO seB\ts 
OSCILLOSCOPE 
NvAmFBMAt 
JI/JZ 




PROPS 









1 

•ij 



Z3| 




CHANNEL 8 
OUTPUT 



channel R 

OUTPUT 



CHANNEL 10 
OjTPUT 



CHANNEL M 
OUTPUT 



CHANNEL 

OUTPUT 



CHANNEL \3 
OUTPUT 



CHANNEL \4 
OUTPUT 



channel IE 

OUTPUT 



TO 7DOI 
INPUT 



EXT. clock/ QUAL PAIR (BLACK) 
-5V PROBE POWER 
EXT. CLOCK/ QUAL PAIR (WHITE) 
THReSHOLD C 



threshold B 
THRESHOLD A 
REFERENCE PEEDBACK 
BNO. 

QND. 



DLZ DK^ITAL LATCH 



BOARD INTERCONNECTS 4^ 



Section 7— 0L2 



REPLACEABLE 
MECHANICAL PARTS 



PARTS ORDERING INFORMATION 

Replacement parts are available from or through your local 
Tektronix, Inc. Field OH ice or representative. 

Changes to Tektronix instromenlg are somelimes made to 
accommodate improved components as they become available, 
and to give you the benefit of the latest circuit improvements 
developed in our engineering department. It is therelore 
important, when ordering parts, to include the following 
information in your order Part number, instrument type or 
number, serial number, and modification number if applicable. 

If a part you have ordered has been replaced with a new or 
improved part, your local Tektronix, Inc. Field Office or 
representative will contact you concerning any change in part 
number, 



INDENTATION SYSTEM 

This mechanicat parts list is indented to indicate item 
relation ships. Following is an example of the indentation system 
used in the description column. 

I ? 3 4 5 Name & DBScription 

Assembly and/or Component 

Attaching parts tor Assembly anrS/or Component 

Detail Part ol Assembly and/or Component 
Attaching parts for Detail Part 

Parts of Detail Part 

Attaching parts for Parts of Datail Part 



Change information, if any, is located at the rear of this 
manual. 

SPECIAL NOTES AND SYMBOLS 

XOOO Part first added at this serial number 

OOX Pari removed after this serial number 

FIGURE AND INDEX NUMBERS ^ 

Items in this seclion are referenced by figure and 
numbers to the iiluslrations. ' 



Attaching Parts always appear in the same indentation as 
the item it mounts, while the detail parts are indented to the right, 
indented items are part of, and included with, the next higher 
indentalion. The separation symbol — * — indicates the end of 
attaching parts. 

oO' 

Attaching parts must be purchai 
specified. 



eparstely, unless otherwise 















ITEM NAME 

In the Parts Lis I, an Item Name is separated from the 
description by a colon (:}. Because of space limitations, an Item 
Name may sometimes appear as incomplete. For further Item 
Name identification, the U.S. Federal Cataloging Handbook H6*1 
can be utilized where possible. 



ABBREVIATIONS 



" 


rNCH 


ELCTBN 


ELECTRON 


IN 


INCH 


SE 


SINGLE END 


t 


NUMBER SIZE 


ELEC 


electrical 


INC AND 


INCANDESCENT 


SECT 


SECTION 


Acrn 


ACTUATOR 


elctlt 


electrolytic 


INSUL 


INSULATOR 


SEMICONO 


SEMICONDUCTOR 


AOPTR 


ADAPTER 


ELEM 


ELEMENT 


IMTL 


internal 


SHLD 


SHIELD 


ALIGN 


alignment 


EPt 


electrical parts list 


LPHLOR 


lampholder 


SHLOR 


SHOULDERED 


AL 


aluminum 


EQPT 


EQUIPMENT 


MACH 


MACHINE 


SKT 


SOCKET 


ASSEM 


ASSEMBLED 


EXT 


EXTERNAL 


MECH 


MECHANICAL 


5L 


SLIDE 


ASSY 


ASSEMBLY 


FIL 


fillister head 


mtg 


mounting 


SLFLKG 


SELF' LOCKING 


ATTEN 


attenuator 


FLEX 


FLEXIBLE 


NIP 


nipple 


SLVO 


SLEEVING 


AWG 


AMERICAN WIRE GAGE 


FLK 


FLAT head 


NON WIRE 


not wire wound 


SPR 


SPRING 


@0 


BOARD 


FLTR 


filter 


OBD 


ORDER BY DESCRIPTION 


SO 


SOUARE 


8RKT 


bracket 


FR 


FRAME or FRONT 


OD 


OUTSIDE DIAMETER 


SST 


STAINLESS STEEL 


BAS 


brass 


FSTNR 


FASTENER 


OVH 


OVAL HEAD 


STL 


STEEL 


BRZ 


BRONZE 


FT 


FOOT 


PH BRZ 


PHOSPHOR BRONZE 


sw 


SWITCH 


B5HG 


BUSHING 


FXD 


FIXED 


PL 


plain or PLATE 


T 


TUBE 


CAB 


CABINET 


GSKT 


GASKET 


PLSTC 


PLASTIC 


term 


TERMINAL 


CAP 


CAPACITOR 


HOL 


handle 


PN 


PART NUMBER 


THO 


thread 


CER 


CERAMIC 


HEX 


hexagon 


PNH 


PAN HEAD 


THK 


THICK 


CHAS 


CHASSIS 


HEX HD 


HEXAGONAL HEAD 


PWfl 


POWER 


TNSN 


TENSION 


CKT 


CIRCUIT 


HEX SOC 


HEXAGONAL SOCKET 


RCPT 


RECEPTACLE 


TPG 


TAPPING 


COMP 


COMPOStTION 


HLCPS 


helical COMPRESSION 


RES 


resistor 


TRH 


TRUSS HEAD 


CONN 


connector 


HLEXT 


helical EXTENSION 


RGD 


RIGID 


V 


VOLTAGE 


COV 


COVER 


HV 


HIGH VOLTAGE 


RLF 


RELIEF 


VAR 


variable 


CPtG 


COUPLING 


1C 


integrated circuit 


RTNR 


retainer 


W7 


WITH 


CRT 


CATHODE RAY TUBE 


ID 


INSIDE diameter 


SCH 


SOCKET HEAD 


WSHR 


WASHER 


DEG 


DEGREE 


IDENT 


lOENTlFlCATlON 


SCOPE 


OSCILLOSCOPE 


XFMR 


TRANSFORMER 


DWR 


drawer 


IMPLR 


IMPELLER 


SCR 


SCREW 


XSTR 


TRANSISTOR 
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Reptaceabl« Mechanical Paris— DL2 



CROSS INDEX-MFR. CODE NUMBER TO MANUFACTURER 



Mir. Code 


Manufacturer 


Address 


City, State, Zip 


00775 


AMP, INC. 


P 0 BOX 3608 


HARRISBURG, PA 17105 


00261 


SPECTRA- STRIP CORP. 


7100 LAHPSOtl AVE. 


GARDEN GROVE, CA 92662 


132S7 


AMERACE, LTD. 


10 ESHA PARK DRIVE 


MARKHAM, ONTARIO, CANADA 


135U 


AMPHENOL CARDRE DIV. , BUNKER RAMO CORP. 




LOS GATOS, CA 95030 


22526 


BERG ELECTRONICS, INC, 


yOOK EXPRESSWAY 


HEW CUMBERLAND, PA 17070 


737A3 


FISCHER SPECIAL MFC, CO. 


646 MORGAN ST. 


CINCINNATI, OK 65206 


73003 


TEXAS INSTRUMENTS* INC,, METALLURGICAL 
MATERIALS DIV. 


36 FOREST STREET 


ATTLEBORO, HA 02703 


77250 


PHEOLL MANUFACTURING CO., DIVISION 
OF ALLIED PRODUCTS CORP. 


5700 W. ROOSEVELT RD. 


CHICAGO, IL 60650 


78109 


ILLINOIS TOOL WORKS, INC, 
SHAKEPROOF DIVISION 


ST, CHARLES ROAD 


ELGIN, IL 60120 


79807 


WROUGHT WASHER MFC, CO, 


2100 S. 0 BAY ST. 


MILWAUKEE. WI 53207 


80009 


TEKTRONIX, INC. 


P 0 BOX 500 


BEAVERTON, OR 97077 


82647 


TEXAS INSTRUMENTS, INC,, 
CONTROL PRODUCTS DIV. 


36 FOREST ST. 


ATTLEBORO, MA 02703 


83385 


CENTRAL SCREW CO, 


2530 CRESCENT DR. 


BROADVIEW, IL 60153 


87308 


H. L. INDUSTRIES, INC., SOUTHERN SCREW 
DIV, 


P. 0. BOX 1360 


STATESVILLE. NC 28677 


98159 


RUBBER TECK, INC. 


19115 HAMILTON AVE., P 0 BOX 


389 GARDENA, CA 90247 









oo 









x>' 
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R«plac«ab{e Mectianicat Partt— DL2 



Index Tektronix Serial^Model No. Mir 

No. Part No. EH Dsconi Qty 1 2 3 4 5 Name & Description Code Mfr Part Number 



1 1 


337-1064-04 




1 

1 


SHIELD, ELEC: SIDE PLUG-IH UNITS 
SWITCH, TOGGLE; (SEE SI EPL) 

(ATTACHING PARTS) 


80009 


137-1064-00 


-3 


210-0383-00 




1 


NUT, PLAIN, HEX. : 0.25-32 X 0.312 INCH,BRS 


73743 


2X20317-402 




210-0940-00 




1 


WASHER, FLAT: 0.2 5 ID X 0.375 INCH 00, STL 


79807 


OBD 




210-0046-00 




1 


»ASHER,LOCK:INTL,0.26 ID X 0,40" 0D,STL 


78189 


1214-05-00-0 541C 


-e 


131-0955-00 




1 


CONNECTOR , RC PT , : 8NG * FEMALE * W/ HARDWARE 


13511 


31-279 


-7 


348-0355-00 




1 


GROMMET, PLASTIC ;SIL GY,U SHAPE, 0.52 ID 


80009 


348-0555-00 


-8 


366-1059-78 




1 


KNOB: LATCH, MARKED DL2 

(ATTACHING PARTS) 


80009 


166-105B-78 


-9 


214-1095-00 




1 


PIN, SPG, SPLIT; 0*094 OD X 0,187 INCH LONG 


13237 


32-022-094-0187 


-10 


105-0076-02 




1 


REL BAR. LATCH: PLUG-IN UNIT 


80009 


105-0076-02 


-n 


214-1280-00 




1 


SPRING,HLCPS:0.14 00 X 1 * 1 26**L ,0 , 1 6"DIA W 


80009 


214-1280-00 


-12 


348-0235-00 




2 


SHLO GSKT,EUC:4*734 INCH LONG 


80009 


348-0235-00 


-n 


333-1213-16 




1 


PANEL, FRONT; 


80009 


331-1213-16 


-14 


186-1447-91 




1 


SUBPANEL, FRONT: 

(ATTACHING PARTS) 


80009 


386-1447-91 


-15 


213-0192-00 




4 


SCRjTPGjTHD FOR: 6- 3 2 X 0*50 INCH.PNH STL 


87308 


OBD 


-16 


211-OiOl-aO 




4 


SCREW, MACHINE :4-40 X 0.25" 100 OEG.FLH STL 


83183 


OBD 


-17 

-18 


352-0472-00 




2 

1 


HOLDER, SOCKET: 

CKT BOARD ASSY: DIGITAL LATCH (SEE Al EPL) 
(ATTACHING PARTS) 


80009 


352-0472-00 


-19 


211-0088-00 




4 


SCR.TPG.THD CTG:4-24 X 0*23 INCH,PNH STL 
, CKT BOARD ASSY INCLUPCS : 


81385 


OBD 


-20 


131-1897-01 




1 


, CONN,RCPT,ELECrH^lltlHlNlATURE,25 CONT MALE 


80009 


131-1897-01 


-21 


131-0993-00 




3 


, BUS, CONDUCTOR: 2^ RE BLACK 


00779 


510151-2 


-22 


n 1-0608-00 




43 


* TERMINAL, PIN L X 0*25 PH,BRE,GOLD PL 


22526 


47157 


-2 3 


ni-1003-00 




2 


* CONN, RCPT,|5LEC: CKT 00 HT,3 PRONG 


80009 


131-1001-00 


-24 


136-0252-04 




2 


, SOCKET, P:ltf TERM; U/W 0*016-0*018 DIA PINS 


22326 


75060-007 


-25 

-26 


136-0260-02 




16 

1 


, S0CKE?;PLUG-IN: 16 CONTACT, LOW CLEARANCE 
CKT ASSY:DIGITAL LATCH(SEE Al EPL) 

(ATTACHING PARTS) 

^^!^,TFC,THD CTC:4-24 X 0.25 INCH,PNH STL 
. CKT BOARD ASSY INCLUDES; 


82647 


C9 3 16-18 


-27 


213-0088-00 




4 


83383 


OBD 


-28 


131-1897-01 




1 


. CONN, RCPT, ELEC: MICROMINIATURE, 2 5 CONT MALE 


80009 


111-1897-01 


-29 


13 1-099 3-00 




3 


. BUS, CONDUCTOR; 2 WIRE BLACK 


007 79 


510151-2 


-10 


131-0608-00 




43 


. TERMINAL, PIN: 0,363 L X 0*23 PH,BR2,G0LD PL 


22326 


47157 


-31 


131-1003-00 




2 


. CONK, RCPT, ELEC; CKT BD MT,3 PRONG 


80009 


111-1003-00 


-12 


116-0232-04 




2 


, SOCKET, PIN TERM:U/W 0*016-0.018 DIA PINS 


22526 


75060-007 


-33 

-34 


116-0260-02 




16 


* SOCKET, PLUG-IN: 16 CONTACT, LOW CLEARANCE 
CKT BOARD ASSY ; POWEftC SEE A2 EPL) 
(ATTACHING PARTS) 


82647 


C9316-18 


1 1 


21 1-0088-00 




2 

1 


SCREW, MACHINE: 2-36 X 0.28r*62 DEG,FLH STL 

. CKT BOARD ASSY INCLUDES: 

. TRANSFORMER: (SEE T942 EPL) 

(ATTACHING PARTS) 


77230 


OBD 


-37 


211-0007-00 




2 


, SCREW, MACHlNE:4-40 X 0*188 INCH,PNH STL 


83383 


OBD 


-38 


214-0579-00 




4 


K 'H- ^ 

. TERM,TEST POINT: BRS CD PL 


80009 


214-0379-00 


-39 


136-0252-04 




21 


. SOCKET, PIN TERM:U/W 0*016-0.018 DIA PINS 


22326 


73060-007 


-40 


136-0514-00 


8010100 B029999 


1 


. SKT,PL-tN ELEC: MICROCIRCUIT, 8 DIP 


71803 


CS 9002-8 




136-0514-00 


6030000 


2 


. SKT,PL-TN ELEC:MICR0ClRCUtT,8 DIP 


73801 


CS9002-8 




146-0032-00 


XBO 30000 


2 


* STRAP, RETAINING: 0*075 DIA X 4*0 L,MLD RBR 


98139 


2839-75-4 


-4t 


131-0608-00 




iO 


. TERMINAL, PIN :0. 365 L X 0.23 PK,BRZ,G0L0 PL 


22526 


47157 


-42 


386-1402-00 




1 


PANEL, REAR: 

(ATTACHING PARTS) 


80009 


186-1402-00 


-43 


213-0192-00 




4 


SCR,TPC,THD FOR; 6-32 X 0*30 INCH,PNH STL 


87308 


OBD 


-44 


361-0326-00 




1 


SPACER,SLEEVE;0* IR ID X 0.25 OD X O.IO^'L 
^ ^ « 


80009 


161-0126-00 
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Replaceable Mechanical Parte— DL2 



Fig. S 
Index 
No. 


Tektronix Serial/Model No. 
Part No, Eff Dscont 


Qty 


1 2 3 4 5 Name & Description 


Mir 

Code 


1-45 


214-1061-00 




1 


SPRING, GROUND; FLAT 


80009 


-46 


426-1471-01 




1 


FR SECT, PLUG-IN r TOP, W/ BRACKET 


80009 


-47 


214-1054-00 




1 


SPRING, FLAT:0. 825 X 0.322.SST 


80009 


-40 


105-0075-00 




1 


BOLT, LATCH :7A A 7B SER PL-IN 


80009 


-49 


343-0717-00 




2 


CLAMP, CABLE : ALUMINUM 


80009 










(ATTACHING PARTS) 




-50 


210-0586-00 




2 


NUT, PLAIN, EXT W:4-40 X 0,25 INCH, STL 
^ # 


78189 


-51 


426-U72-01 




1 


FR SeCT,PLUG-IN: BOTTOM, W/ BRACKET 


80009 




175-1835-05 




1 


CA ASSY, SF, ELEC: 24, 28 AWG,36.0 L 


80009 


-52 


175-183?-03 




1 


, CA ASSY,SP,ELEC;24,28 AWG,36,0 L 


80009 


-53 


334-2794-01 




1 


, BAND, MARKER: 0.371 DIA, WHITE. PLASTIC 


80009 


-54 


352-0169-00 




1 


, HLUR,TERH COHN; 2 WIRE BLACK 


80009 




352-0169-01 




1 


, HLDR TERM CONN: 2 WIRE, BROWN 


80009 




352-0169-02 




1 


, CONN BODY, PL, EL; 2 WIRE RED 


80009 




352-0169-03 




1 


, CONN B0DY,PL,EL:2 WIRE ORANGE 


80009 




352-0169-04 




1 


, CONN BODY, PL, EL: 2 WIRE YELLOW 


80009 




352-0169-05 




1 


, CONN BODY,PL,EL:2 WIRE GREEN 


80009 




352-0169-06 




1 


, COHN BODY, PL, EL: 2 WIRE BLUE 


80009 




352-0169-07 




1 


, CONN BODY, PL, EL: 2 WIRE PURPLE 


80009 




352-0169-08 




1 


. CONN BODY, PL, EL; 2 WIRE GRAY 


80009 


-55 


352-0162-01 




1 


. CONN BODY, PL, EL: 4 WIRE BROWN 


80009 


-56 


352-0163-00 




1 


, CONN BODY, PL, EL; 5 WIRE BLACK 


80009 


-57 


175-1035-03 




1 


CA ASSY, SP, ELEC: 24, 28 AWG,36,0 L 


80009 




352-0169-00 




1 


, HLDR, TERM CONN: 2 WIRE BLACK 


80009 




352-0169-01 




1 


- HLDR TERM COHN: 2 WIRE, BROWN 


80009 




352-0169-02 




1 


. CONN BODY, PL, EL :Z WIRE RED 


80009 




352-0169-03 




1 


* CONN BODY, PL, EL: 2 WIRE ORANGE 


80009 




352-0169-04 




1 


* CONN BODY, PL, EL: 2 WIRE YELLOW 


80009 




. 352-0169-05 




1 


* CONN BODY, PL, EL: 2 WIRE GREEN 


80009 




352-0169-06 




1 


* CONN BODY, PL, EL: 2 WIRE BLUE 


80009 




352-0169-07 




i 


. CONN BOOY,PL,ELt2 WIRE PURPLE 


80009 




352-0169-08 




1 


. CONN BODY, PL, EL: 2 WIRE GRAY 


80009 




352-0162-01 




1 


* CONN BODY, PL, EL: 4 WIRE BROWN 


80009 




352-0163-00 




1 


* CONN BODY, PL, EL: 5 WIRE BLACK 


80009 




198-3789-00 




1 


WIRE SET, ELEC: 


80009 


-58 


175-0826-00 




FT 


* WIRE, ELECTRICAL: 3 WIRE RIBBON 


80009 


-59 


175-0828-00 




FT 


. WIRE, ELECTRICAL: 5 WIRE RIBBON 


08261 


-60 


131-0707-00 




27 


* CONNECTOR, TERM, : 22-26 AWG,BRS6 CU BE GOLD 


22526 


-61 


352-0171-02 




1 


* CONN BODY, PL, EL ;1 WIRE RED 


80009 


-62 


352-0161-08 




2 


. CONN BODY, PL, EL: 3 WIRE GRAY 


80009 




352-0163-03 




4 


* CONN BODY, PL, EL; 5 WIRE ORANGE 


80009 



74 



Mfr Part Number 



214-1061-00 

426-1471-01 

214-10S4-00 

105-0073-00 

343-0717-00 

211-041800-00 

426-1472-01 

175-1S3S-05 

175-1835-03 

334-Z794-01 

352-0169-00 

352-0169-01 

352-0169-00 

352-0169-03 

352-0169-04 

152-0169-05 

352-0169-06 

352-0169-07 

352-0169-08 

352-0162-01 

352-0163-00 

175-1835-03 

352-0169-00 

352-0169-01 

352-0169-00 

352-0169-03 

352-0169-04 

352-0169-05 

352-0169-06 

352-0169-07 

352-0169-08 

352-0162-01 

352-0163-00 

198-3789-00 

175-0826-00 

OBD 

47439 

352-0171-02 

352-0161-08 

352-0163-03 
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DL2 DIGITAL LATCH 







Fig. & 

Index Tektronix Seriaf/Modef No. 

No. Pari No. Ell Dscont Qly 1 2 3 4 5 Name & Description 



1- StJWlDARD ACCESSORIES 



-1 012-0118-00 
070-2394-00 



1 CABLE,ASSY,RF:50 OHM COAX, 8.0 L 
1 MANUAL , -tech : I NSTRUCTION 



Mfr 

Code 



80009 

6OP09 



Mfr Part Number 



012-0118-00 

070-2394-00 
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DL2 DIGITAL LATCH 



MANUAL CHANGE INFORMATION 



At Tektronix, we continuaUy strive to keep up with latest electronic develop rr\ems 
by adding circuit and component improvements to our instruments as soon as they 
are developed and tested. 

Sometimes, due to printing and shipping requirements, we can't get these 
changes immediately into printed manuals. Hence, your manual may contain new 
change information on following pages. 

A single change may affect several sections. Since the change information sheets 
are carried in the manual until all changes are permanently entered, some 
dupHcation may occur. It no such change pages appear following this page, your 
manual is correct as printed. 



oO 

SERVICE NOTE 






Because of the universal pa rtsprocur^Q^nt problem, some electrical parts in your 
instrument may be different from tho,g^escribed in the Replaceable Electrical Parts 
List. The parts used will in no waw^r or compromise the performance or reliability 
of this instrument. They are iq^j^lled when necessary to ensure prompt delivery to 
the customer Order replace)?^ent parts from the Replaceable Electrical Parts List. 



CALIBRATION TEST EQUIPMENT REPLACEMENT 



Calibration Test Equipment Chart 

This chart compares TM 500 product performance to that of older Tektrortix equipment. Only those 
characteristics where significant specification differences occur, are listed. In some cases the new instrument 
may not be a total functional replacement. Additional support instrumentation may be needed or a change in 
calibration procedure may be necessary. 



Comparison of Main Characteristics 



DM 501 replaces 7D13 






PG 501 replaces 107 


PG 501 - Rieellme less than 


107 - Risetlme less than 




3.5 ns Into 50 0. 


3.0 ns into 50 Q. 


108 


PG 501 - 5 V output pulse; 


108 - 10 V output pulse 




3.5 ns Risetime 


1 ns Risetime 


PG 502 replaces 107 






108 


PG 502 - 5 V output 


108 - 10 V output 


111 


PG 502 - Risetime less than 


111 - Risetime 0.5 ns: 30 




1 ns; 10 n$ 


to 250 ns 




Pretrigger pulse 


Pret rigger pulse 




delay 


delay 


PG 508 replaces 114 








Performance of replacement equipment is the same or 


115 


better than equipment being replaced. 


2101 






PG 506 replaces 106 


PG 506 - Positive-going 


106 - Positive and Negative- 




trigger output sig- 


going trigger output 




nal at least 1 V: 


signal. 50 ns and 1 V; 




High Amplitude out- 


High Amplitude output. 




put. 60 V, ^ 


s 100 V. 


067-OS02-01 


PG 506 - Does not have . 


0502-01 - Comparator output 




chopped feature. 


can be alternately 






chopped to a refer- 






ence voltage. 


SG 503 replaces 190, 






190A, 190B 


SG 503 • Amplltud^^nge 


190B - Amplitude range 40 mV 




5 (TiV. 1^%5 V p-p. 


to 10 V p-p. 


191 






067-0532-01 


SG 503 - Frequency range 


0532-01 - Frequency range 




250 kHr to 250 MHz. 


65 MHz to 500 MHz. 


SG 504 replaces 






067-0532-01 


SG 504 - Frequency range 


0532-01 - Frequency range 




245 MHz to 1050 MHz. 


65 MHz to 500 MHz. 


067-0650-00 






TG 501 replaces 180, 






180A 


TG 501 - Trigger output- 


180A - Trigger pulses 1. TO, 




slaved to marker 


100 Hz; 1, 10, and 




output from 5 sec 


100 kHz. Multiple 




through 100 ns. One 


time-marks can be 




time-mark can be 


generated simuttan- 




generated at a time. 


eously. 


181 




161 - Multiple time-marks 


184 


TG 501 - Trigger output- 


184 - Separate trigger 




staved to market 


pulses of 1 and 0.1 




output from 5 sec 


sec: 10. 1. and 0.1 




through 100 ns. One 


ms; 10 and 1 ^is. 




time-mark can be 






generated at a time. 




2901 


TG 501 - T rigger output- 


2901 - Separate trigger 




slaved to^marker 


pulses, from 5 sec 




output from 5 sec 


to 0.1 JUS. Multiple 




through 100 ns. 


time-marks can be 




One time-mark can 


generated simultan- 




be generated at 


eously. 




a time 





NOTE: All TM SOO generator outputs are short-proof. All TM 500 plug-in Initruments require TM 500- Series Power Module. 
REV B, JUN 1978 



